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INTRODUCTION 


This is the Final Report on NASA Contract NAS8-37592. The contract effort was 
contract NAS8- 33742. 


Effort was directed towards the following task areas: 


Design and development of a High Temperature Acoustic Levitator (HAL) for 
containerless processing and property measurements at high temperature . 


o KC-135 testing of the HAL module to establish this technology for use as 
a positioning device for microgravity uses. 

o Construction «nd evaluation of a brassboard hot vail Acoustic Levitation 

Furnace (ALF) . 

o construction and evaluation of a noncontact temperature measurement (NCTM) 

system based on an AGEMA thermal imaging camera. 

o Construction of a prototype Division of Amplitude Polarimetric Pyrometer 

(DAPP) for NCTM of levitated specimens. 

o Evaluation of and recommendations for techniques to control contamination 

in containerless materials processing chambers. 

o Evaluation of techniques for heating specimens to high temperatures for 

containerless materials experimentation. 


The work in each of these areas 
individual project reports are 


is described in the Executive 
included as appendices to this 


Summary , and the 
report . 


The prolect reports include recommendations for future 
recommendations are based on technical feasibility and on the 
by the microgravity science community during the Workshop 
Experimentation in Microgravity held at JPL in January, 199 . 


work. These 
needs identified 
on Containerless 


EXECUTIVE SUMMARY 

1. Brassboard Acoustic Levitation Facility (ALF) 

The brassboard ALF is a hot wall furnace design intended for service up to 
mo? Its purpose is to provide a test facility for an eventual high 
temperature Acoustic Levitation Facility for containerless materials 
in micro- gravity. Primary development for this facility was carried out un 
the previous contract (NAS8-33742) . This technology is an extension of the 
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Single Axis Sit “in 

r.iT.it xiicTr h ^ -*« *• 1989 • 

, , j r nr vr 135 tsstinz under this contract. Due to 3 re 

This facility was intended for KC resting flight module 

was carried out prior to task redirection. 


2. Special Studies 
„nch of the noth performed ir 

a summary of these tasks. 

2.1 ALF Special Studies: 

These studies were intended to characterize the AlJ hi^rteinperature^hoC 

wall furnace configuration for a variety of P further 

liners, heating elements, and other etcher SJEEU 

™ SSlg 

staoiiiry, .. h temtieratures , acoustic field mapping, 

temperature^mapping, sample deformation 

quench cooling «»■ 

S S=r;S : a^rrs^rrss 

temperature . 

occurred in October, 1989. 

2.2 NOTH Brassboard 

r«- ™j saa 

:r;:.,r."Vvr;h.™s a ... 
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development project was carried out. The design approach employed for 
this instrument was to digitize the analog video signal produced by an 
AGEMA 870 scanner and prepare the digital data for downlink via t e 
shuttle telemetry system. Custom electronics and optics were designed or 
this system. The system performed nominally as designed but testing 
determined that the AGEMA scanner is not suitable for precision 
temperature measurement applications. Details of this can be found in t e 
NCTM Brassboard Final report which is attached as Appendix A. 

2.3 Division of Amplitude Polarioetric Pyrometer (DAPP) 

The objective of this task was to demonstrate a polarimetric method for 
precisely measuring spectral emissivity and other optical properties of 
specular and partly specular surfaces. Included in this effort was the 
design, fabrication, testing, calibration and delivery of a prototype 
instrument to NASA. This project was successfully completed and very good 
results were obtained. The instrument was calibrated and tested at 633r>m 
and the accuracy of stokes vector measurements at this wavelength was 
determined to be 0.5-1%. Spectral emissivity measurements with this 
device provide .5% absolute accuracy. This is probably the first absolute 
thermodynamic temperature and optical property measuring device available. 
A detailed report on DAPP is included in Appendix B. 

2.4 Contamination Control 

The purpose of this study was to evaluate techniques to minimize and 
control contamination in an electromagnetic levitator . Control of gaseous 
and particulate impurities were considered. Approaches examined include 
operation in vacuum, inert gas, chemically active gases, chemically 
purified gases, gettering, filtering, etc. This study and other work 
being pursued at Intersonics indicate that in many cases the use of a 
gaseous atmosphere has significant advantages over operation in a vacuum. 
However, the best techniques for reducing and controlling contamination 
are dependent on the type of material being processed. This and other 
specific experimentation requirements must be known before the best 
methods can be specified. Contamination control is covered in greater 
detail in the report attached in Appendix C. 

2.5 Beam Heating 

This study looked at the factors affecting beam heating of samples and 
various techniques for non- isothermal heating. Approaches considered 
included; focused lamps, electron beam, lasers (gas and solid state), 
solar and electromagnetic induction heating. Each of these has advantages 
and disadvantages, and particular applications for which they are well 
suited. Energy conversion efficiencies vary widely and system 
optimization is essential to reduce power consumption in space based 
applications. Other factors considered include; safety, size, and power 
requirements . 

The most promising prospect for future microgravity experiments requiring 
beam heating is solid state laser diode technology. This rapidly 
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advancing technology may provide a versatile, efficient (both in size and 
power conversion) and safe method of beam heating specimens to high 
temperatures. They are small, can provide up to 50% conversion 
efficiency, and are relatively easy to drive (no high voltage required). 

However, as is pointed out in the report included in Appendix D, 
electrical to optical power conversion is only part of the total 
efficiency. Energy can only be delivered to a sample if it absorbs light 
at the wavelength where the source is emitting the light. For example, a 
C0 2 laser emitting at 10.6 pm is very efficient for heating glasses and 
ceramics but not for metals. These factors must be taken into account 
when specifying a suitable beam heating source for a particular 
application. There is no single technique that can provide high 
efficiency heating for all materials. Recommendations include; the 
development of laser diode systems and the consideration of a high power 
C0 2 laser for micro-gravity applications. 


3. High Temperature Acoustic Levitator (HAL) 

The HAL facility is a three axis acoustic levitation system similar to ALF but 
designed to operate with beam heating instead of the isothermal hot wall design 
of ALF. This system was developed under NASA contract NAS8-33742 and was being 
prepared for its first KC-135 flight at the commencement of this contract. 
Further description of HAL can be found in the Final Report for NAS8- 33742 and 
in Appendix E. 

Intersonics personnel performed the first KC-135 flight tests of HAL in May of 
1989. The equipment performed well and demonstration of the technique was 
accomplished including melting of an aluminum sample. Minimal equipment related 
problems were encountered during the first week of flights and a large number of 
samples were processed. After a brief period of data analysis, minor equipment 
repairs and modifications, the equipment was prepared for a second week of 
testing. Flight testing in June of 1989 confirmed information from the previous 
flights but provided only modest improvements in results. 

Following testing, work began on upgrading the HAL capabilities. Specifically, 
the Sample Injection and Retrieval System (SIRS) was redesigned, an optical 
pyrometer was built and a closed loop specimen stabilization system was 
installed. The latter provides the ability to continuously monitor the specimen 
position and correct for motion via phase adjustments to the appropriate sound 
sources. This is made possible by the use of the opposed sound source 
configuration used in the HAL system. 

These system modifications were effected between June and December, 1989. In 
January, 1990 the third set of KC-135 flights took place. This flight 
established the ability to damp and reduce sample motions with the application 
of closed loop feedback. The SIRS modifications proved to be very effective. 
Aircraft problems substantially reduced the total flight time and another week 
of flights were scheduled for March. 
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i 7no°C and several aluminum samples were melted. 8 

"obtained and their subsequent analysis demonstrated the effectiveness of the 

closed loop feedback system. 


3.1 HAL Results Summary and Capabilities Assessment 

A considerable amount of testing and analysis has been performed to assess 
the current and potential capabilities of the HAL system. The KC-135 
tests provided partial proof of the feedback damping concept. In 
pa . es snecimen motion control was outstanding and in others it 
5nefLct P ive Some of this was attributable to intermittent electronic 
dUe but other causes were also identified. Conditlons »ffectl„ g d„plng 
effectiveness include system gain, sound level, specimen veloci y 
(oscillation frequency) and lighting conditions. 

Data analysis and post- flight testing indicated some minor 
the feedback system. It was determined that the b ^c Position feedba 
was ineffective in correcting for slow specimen motion (i.e. < ™ >■ 

Since the velocity feedback amplitude decreases with frequency, th ® 
frequency perturbations were unaffected. In addition, the feedback system 
was also 7 susceptible to problems induced by the large dynamic range of 
Ughting conditions (i.e. low to high emissivity, arc lamps on/off^ 
Suitable techniques for eliminating these problems were identified 
modifications have been effected. 

Laboratory testing Indicates that there may be no limit to ibetempevaoirt 
differential (between the sample and the ambient) t^atcan 

with the HAL system. This has been demonstrated up to 27 0 0 K in tests 
performed on A1,0, samples. Based on these results and the post flight 
F . I. i c annarent that an adequate demonstration or tne ru 

edibilities of the HAL was not obtained In these KC-135 flights. We are 
ver^ confident that future testing of HAL would be quite successful in 
establishing those capabilities. 
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Recommendations 


information presented In this report Indicates the status of all work performed 
wider this contract. Significant progress was made In many areas and It is 
strongly recommended that work in some of these areas be continued. 

KC 135 and laboratory testing of HAL Indicate that this Is a very liable 
technique for high temperature »n«toKl... It aPP£» as^oug^ 

tZir b Thi n s° sTtY. S llth^ conducting and nonconducting 
materials . We. therefore, strongly recommend continued development and testing 
of this technique. 
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The DAPP technology is producing unprecedented results in noncontact temper 
measurement. Sample temperature is some of the most important data in the field 
of containerless materials processing and the DAPP technology can ma 
significant contribution to precision measurement. Continued development work 
in this area is also recommended. 

Beam heating of containerlessly positioned samples is also an area requiring 
attention. Safety requirements and limited power availability on the Space 
Shuttle and Station make this a very important development are a^ Work i 
area should begin as soon as possible to ensure capabilities for the next 
generation of flight hardware. 
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Abstract 


The AGEMA NCTM System Brassboard was completed under NASA contract NAS8-37592. 
The goal was to provide a system for noncontact temperature measurement of 
levitated specimens in the DPM Dual Zone Chamber experiment. The system was to 
include an AGEMA 870 Thermal Imaging camera and necessary support systems 
developed and integrated into the DPM prior to the USML-1 mission. The project 
proceeded on schedule prior to the cancellation of the DZC experiment in 
May 1990, which negated the requirement for flight qualified hardware . With this 
exception, the system design, development, testing, and calibration was completed 

as planned. 

The completed hardware provides a digitized version of the analog video output 
of the AGEMA 870 camera. This digital data is intended for downlink via the 
space shuttle telemetry system. For ground-based testing, additional hardware 
was developed to decode and convert the digital data back to analog format, 
thereby allowing the use of the AGEMA support electronics, computer, TV monitor, 
and other supporting hardware. This system provides the capability of directly 
acquiring digital data for precise temperature measurement of any single, 
selectable pixel. 

It is possible with this NCTM device to achieve a temperature resolution of 
0 35°C under ideal conditions. It has been determined, however, that optica 
radiance measurement in the Dual Zone Chamber is far from ideal. This could 
substantially reduce the temperature measurement capability of this or any 
optical NCTM device* 


} . SYNOPSIS 


This report represents the completion of the NCTM Brassboard Development task 
performed under NASA contract NAS8-37592. The goal of this effort was to provide 
a temperature measurement system for the DPM Dual Zone Chamber in time to allow 
integration into the DPM for the USML-1 mission. This report provides closure 
to both the "Brassboard Development" and the "AGEMA Calibration and Evaluation 
Statements of Work. The hardware which was designed, developed, teste , 
calibrated, and evaluated under these tasks will be described. 


Effort began in October, 1989 with an analysis of the AGEMA 870 Thermal Imaging 
System, which was selected by JPL for this application. It was followed by a 
study to determine the feasibility of integrating this system into the DPM within 
the constraints of time, budget and physical system design compatibilities. 
Several primary design drivers surfaced in these studies. 


1) No facilities would be available for in-flight data manipulation or 
storage. Therefore, all data required downlinking. 

2) The Swedish designed AGEMA scanner head produces a video frame rate of 
25 fps, unlike the NTSC standard 30 fps. This made video downlink 
impractical or impossible on the space shuttle telemetry system. 

3) The AGEMA system was designed for large area scanning. No lenses were 
available to provide the required field of view (15mm X 15mm). 


A conceptual plan was developed in this study which indicated a high success 
probability for completing this task within the constraints. It included the use 
of a Cassegrainian type lens designed by JPL and a technique for digitizing t e 
video signal for downlink. System design began in January, 1990 and continued 
through the Requirements Definition Review (RDR) on March 30, 1990. Due to t e 
accelerated development schedule, detailed design activities immediately followed 
the RDR. 


This work continued on schedule until May 21, 1990, when notification of the Dual 
Zone Chamber deletion from USML-1 was received. Activities in this area were 
reduced to a minimum at that point pending further re-direction of effort. 


At a review meeting at JPL on June 15, 1990 Intersonics staff presented a 
proiect status report. In addition, recommendations for an enhanced capability 
system were presented. In July, JPL decided to continue with the original des ^ 
scheme, but to relax the requirement for flight qualifiable hardware. Th 
project was completed under this scenario. 

This report will describe the hardware developed by ISI, including hardware 
developed for flight, ground support, and for testing purposes. It will discuss 
the tests and calibrations performed and assess the performance capabilities o 

the system. 
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2 . SYSTEM DESCRIPTION 


2.1 Agema Thermovision 

The AGEMA Thermovision is a Swedish made Thermal Imaging system designed to 
monitor thermal radiation over a scanned area and calculate temperatures 
accordingly. In its simplest form the system operates with the model 870 
Scanner Head, the model 800V Control Unit and a video monitor. The Scanner 
Head produces a differential video output at 25 fields/sec and separate 
horizontal and vertical sync signals. The 800V Control Unit scan converts 
this signal to provide compatibility with a standard video monitor for image 
display It also displays intensity information in the form of intensity 
units (IU) which, in conjunction with AGEMA supplied calibration curves, can 
be used to derive temperature information. 

Temperature calculation, as well as many other functions, can be accomplished 
by interfacing a computer to the 800V. In this configuration, the video 
information is digitized and sent to the computer along with other information 
supplied by the scanner head and 800V Control Unit. This is the most useful 
and versatile configuration. Specifications for the AGEMA system are 

included in Appendix A to indicate the capabilities of the "off the shelf 
system. 

2.2 NCTM System Description 

Intersonics designed the NCTM Brassboard to provide compatibility with the JPL 
Drop Physics Module. To accomplish this, several design drivers and criteria 
were considered. They include: 

o Support electronics must be electrically and mechanically compatible with 
the DPM. 

o No on-board data processing (i.e. temperature calculation) is feasible, 
o No on-board data storage is available. 

o AGEMA' s 25 frame/sec video is not compatible with shuttle video 
telemetry. 

o No lenses are available to provide the required 15mm X 15mm field of 
view. 

o Appropriate optics must fit within the mechanical constraints of the DPM. 

o Absolute measurement accuracy and resolution must approach AGEMA 
specifications . 
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The resulting design described in Figure 1 accommodates these items by 
utilizing the AGEMA scanner head with custom designed optics and electronics. 
It employs a Cassegrainian optics design, initiated by Antonio Puerta at JPL. 
This lens provides the required field of view and working distance but some 
reduction in light collection efficiency is concomitant. 

Data handling is accomplished by digitizing the video signal at high speed and 
high resolution and preparing the data for downlink via the shuttle telemetry 
system. It can then be stored and processed by ground based facilities. Two 
DPM compatible printed wire assemblies (PWA) provide the entire flight support 
system. One board is designed for installation into the DPM Mechanical 
Assembly (MA) and the other interfaces with the Controller Assembly (CA) . 
Both boards provide limited interface capability with the DPM controller. 

For test and demonstration purposes, the system has been assembled into a 
stand-alone unit. For the same purposes, we developed an additional 
processing device to approximate the ground support equipment. This device 
accepts the serial digital data stream directly from the CA PWA, bypassing the 
downlink process in the absence of the shuttle telemetry system. It then 
processes the digital data to provide calibrated temperature measurement and 
to reconstruct the analog video signal. A detailed description of t e 
completed hardware follows. 

2.2.1 Objective Optics 

The two -re flee tor, f/7.9 Cassegrainian objective lens was designed by 
Antonio Puerta (JPL) to image a field of practical dimensions at the 
required target distance. This system was chosen over a relay lens design 
because of its achromaticity , compact size, and minimal impact upon the DZC 
video optics. The reflectors (two sets) were fabricated by Tucson Optical 
Research Corporation. The mounts for these, the housing, and its interface 
to the AGEMA scanner head were designed and fabricated at Intersonics. 
Figure 2 shows the overall optical layout of the NCTM portion of the DZC. 
Mechanical drawings of the objective lens housing are included in Figure 3 
and Appendix B. 

Figure 4 depicts the afocal imaging of on-axis and extreme off-axis target 
points by the objective and AGEMA macro optics. Incident light that is not 
blocked by the secondary reflector mounting is focused by the primary 
reflector to create a virtual object for the secondary. The secondary re- 
focuses the rays onto a curved focal plane. The AGEMA macro lens then 
collimates the rays, and delivers them through the exit pupil into the 
' scanner head optics. All parts outside the head are fixed except for the 
secondary, which is mounted on a threaded shaft for focusing. Once a focus 
is achieved, a locking nut secures the secondary in place. 


2.2.2 Mechanical Assembly (MA) Board Functions & Description 

This board supplies power to the scanner, controls the thermo-electric (TE) 
cooler element attached to the detector, and buffers the video and sync 
signals for relay to the Controller Assembly (CA) PWA. It also provides 
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interface with and status information to the local governing controller 
The MA PWA functions are shown in Figure 5. Figure 6 is a Functional Block 

Diagram of the MA PWA. 


2. 2. 2.1 Power Supplies 

The Agema scanner requires six power supply voltages which are s 'jPP lie <| 
by the MA PWA. The MA PWA requires power from the DPM MA bus at ± 12V an 
+5V to provide this power. The scanner requires two +8V supplies, two 
-8V supplies, (analog and digital circuits use separate supplies) 

+12V scanning motor supply, and a +5V supply. The two ± 8V supp les 
provided via four voltage regulators on the MA PWA. The input power 
the regulators comes from the DPM + 12V supplies available in the 
The scanning motor and +5V supplies are FET switch controlled extensions 
of the MA supplies. 


one 

are 

for 

MA. 


2. 2. 2. 2 Power Switching 

The power for the scanner and circuitry devoted to scanner functions is 
controlled by opto- isolated FET switches in the +12V, -12V, and +5V 

paths. The regulators which supply the ± 8V supplies to the scanner are 
powered by the switched ± 12V. The scanner is turned, on and off via 
commands written to the on board status/control register (see Sec. 
2. 2. 2. 6). The status of the FET switches is available on the bus when 
this register is read. When the command for powey _on is issued, three 
opto- isolators are turned on which in turn drive the FETs into their low 
impedance state. This allows current to flow to the scanner with 
negligible resistance. Conversely, ppwpr off command puts the FETs into 
their high impedance state, turning the scanner and associated circuitry 

off. 


2. 2.2.3 Scanning Motor Current Limit 

The scanning motor normally draws about 2 amps at +12V during start up. 
A circuit in the return leg of the motor supply circuit limits the 
current available to the scanning motor to about 1 amp during start up. 
After the motor's start up period the motor current drops to its steady 
state level of 0.63 amps and the motor speed control regulates the motor 

voltage. 


2. 2. 2. A TE Cooler Control 

The TE cooler attached to the detector in the Agema scanner uses power 
from the +5V source. Adjustment of the current into the TE cooler (an 
therefore its temperature) is achieved by comparing a temperature related 
signal from the detector (TE CTRL) to the time integral of the current 
through the cooler. This continuous adjustment maintains proper detector 
temperature. This circuit is based on the circuit used in the Agema 
controller . 
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2. 2. 2. 5 Video and Sync Relay Buffers 


The differential video fro. the scanner U ™ trig* are 
inverting unity gain amps. T y 6 pWA> This is t0 improve 

no^r^unit^and"^ maintain ground isolation between the Mechanical 
and Controller Assemblies. 


2. 2. 2. 6 Bus Interface/Registers 


Th* interface circuitry on the MA PWA follows the specification for the 
£%ys\em bus! Although the capability of £ °“| “““w 

exists only two are currently defined: power on and power off. The two 

least significant bits (bit 0 and bit 1) of ^“^ a ” Co ^ d .“ 
= d bfp C U^g tb? as^ca ^t^tt^ronTit/ 0 ana 1 of the system 

E - 

listed below. 


bit 1 

0 

0 


bit 0 

0 

1 


Command 


Power off 
Power on 


The remaining 6 bits of the status register are aevoted to supplying 
status information to the system upon request. Th 
meanings are shown below. 


bit Meaning 


2 V-TRIG status. 

3 H-TRIG status. 

4 Switched +12V supply status. 

5 Switched +5V supply status. 

6 Switched -12V supply status. 

7 -- Undefined -- 


In each case above, a 1 (logic high) represents the n0l * in f 
.v MA pyA since the bus transceiver is an inverting dev * f 

S) cottesponas to nominal as read by the MA system. This in formation 
is put on the bus uhen the MA board register is read. In addition the 
c^o command bits are placed into bits 0 and 1 for a read-back of the last 

command issued. 

The determination of the MA board ^ statUS fig nils is determined 
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indicating an error condition. The indicators for the switched power 
supplies compare the output voltage of the power FETs to un-switched 
reference voltages to produce a TTL level indicating the current state 
of the switched power. 

2.2.3 Controller Assembly (CA) PWA Functions & Description 

The functions of the CA PWA, shown in Figure 5, revolve around formation of 
a sequence of 16 bit digital words that represent the video output of the 
scanner. In addition to this basic process, the board performs the 
interleaving of system time and other data into the digital output and 
supports interface with the CA bus. Figure 7 is a Functional Block Diagram 
of the CA PWA. 

2. 2. 3.1 Video Conditioning Circuitry 

This circuit transforms the differential video received by the CA PWA 
into a format appropriate for A/D conversion. It consists of a 
differential amp, a gain stage, and a 4 pole anti-aliasing filter. The 
output of these stages is a single ended version of the Agema video 
output amplified by a factor of 1.42 V/V to take full advantage of the 
resolution of the A/D converter . 

2. 2. 3. 2 Video & Sync Digitization 

The conditioned video is converted to 12 bit digital by a Datel ADS -112 
A/D converter at a rate of 228 kHz. The sync signals, H-trig and V-trig 
(already TTL compatible), are simply latched by the same clock that 
initiates A/D conversion of the video signal. The digitized sync signals 
are then placed in bits C and D of the output word respectively. Bit E 
is a flag bit that indicates whether the word is video or interleaved 
data and Bit F is unassigned. The interleaved data is discussed in Sec. 
2 . 2 . 3 . 4 . 

The table in Figure 8 indicates the bit assignments in the 16 bit output 
words. The left column indicates the format for video information and 
the right is for interleaved data. The digital video is placed into the 
12 least significant bits of the output word (bits 0 - B) . 

Digitization of the video and sync is asynchronous with respect to the 
Agema signals. 

2. 2. 3. 3 Controller Assembly Bus Interface 

The interface circuitry to the address and data busses is compatible with 
the Multibus I standard used in the Controller Assembly. Only the lower 
8 bits of the data bus are supported on the CA PWA. The address space 
reserved for NCTM is 200 H - 21F„. Since this represents many more 
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commands than are needed, 
20 F h and supports commands 


the current design recognizes addresses 200 H 
at addresses 200„ - 205„ as described below: 


I/O Address AccessFunction 


200„ 

(R6iW) 

201 h 

(R&W) 

202„ 

(R&W) 

203 h 

(R&W) 

204 h 

(W) 

205 h 

(R&W) 

206 h - 21F h 

Reserved 


System time register, bits 0-7. 

System time register, bits 8-15. 

System time register, bits 16-23. 

System time register, bits 24-31. 
Increment system time register command. 
Control/status register. 

Currently unused 


External access to the CA PWA is inhibited when on-board bus access is 
under way. 


2. 2. 3. 4 Interleave Control 

To affect interleave of the system time and status information into the 
data stream, an output data selector is employed to choose either the 
digitized video information or the on board data storage. Figure 9 
a timing diagram which shows this event sequence. Circuitry is included 
on the CA PWA which detects when the scanner is in a vertical re race 
period and announces this by driving RTC high on the next rising edge of 
WCLK. This switches the output data selector to route data rather than 
the video to the output latch. The signal LATCH* then loads the selected 
word into the output latch. The remaining time and status registers are 
placed one at a time into the output stream until all have been included. 
The interleave controller then resets the output data selector to route 
video to the output latch. 

The system time and status registers are placed one at a time into bits 
0-7 of the output word, as shown in Figure 8. Bits 8 - are 
available for other tasks. It is convenient to dedicate bits C and D to 
the signals H-TRIG and V-TR1G respectively regardless of whether data or 
video is being output. This maintains proper video sync ^ 
complication. It is also useful to insert the 3 signals DSELO - DSEL2 
into bits 8 - A respectively to identify each byte of data. These ID 
codes are shown below. / 


Code 


Byte 


000 Time LSB 

001 Time 2SB 

010 Time 3SB 

011 Time MSB 

100 Status register 

Interleave activity inhibits external access to the data bus on the CA 
PWA. 
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2. 2. 3. 5 Timing Control & P/S Conversion 

This circuitry controls all the internal activity of the CA PWA. It is 
conceptually comprised of a crystal oscillator master clock, a 
synchronous 6 bit counter, and a binary decoder. The master clock drives 
the counter at 8.192 MHz. The counter outputs drive the binary decoder 
which produces control pulses that trigger the actions that make up a 
word cycle. The word cycle timing diagram is shown in Figure 10. 

The word cycle begins with the high going pulse WCLK. This pulse 
triggers the A/D converter and the sync latch to produce a video word. 
The next pulse that occurs is LATCH* which loads the current output word 
(subject to the interleave controller) into the output latch. 

The next action is to load the output latch into the shift register in 
preparation for serial output. The pulse S/L triggers this step. 

The final control action is a pulse that enables the serial output stage. 
This automatic re-enabling of the serial output is intended as part o 
a word sync protocol between the CA PWA and the HRM. The other part of 
the protocol is provided by the HRM and consists of a pulse input to the 
CA PWA that disables the serial output. This disabling pulse must occur 
after the HRM latches the 16th bit of an output word and before the 
re-enabling pulse produced by the CA PWA controller. This pulse needn't 
occur after every output word but the more frequently it occurs, the less 
likely a word sync error is to persist. 

Concurrent with the generation of each video word is the serial output 
of the previously produced word. The least significant output bit of 
the counter is used to generate BITCLK, a gated 4.096 MHz square wave 
which is the clock for this process. The BITCLK waveform consists of 
groups of 16 pulses separated by 600 ns. The CA PWA puts each bit of the 
output word (MSB first) on the serial data output line in time for the 
next rising edge of BITCLK to latch it into the HRM. 

2.2.4 Ground Support Equipment (GSE) Functions & Description 

The GSE prototype for the Agema NCTM system decodes the encoding that is 
performed by the CA PWA and reconstructs the analog differential video and 
sync signals for relay to the 800V. It also provides a "Pixel Grabber" 
feature which enables a single pixel to be selected from the incoming data 
stream and routed to a computer for processing and temperature read out. 
Calibrated temperature measurement is provided by this device from the 
digital data before it is converted back to analog format. A Functional 
Block Diagram of the Data Decoder and Pixel Grabber is shown in Figure 11. 
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2. 2. 4.1 S/P Conversion & Word Sync 

This circuitry receives the serial data and clock signals from the CA PWA 
and converts them back to 16 bit words. It also produces a pulse after 
every 16th bit in compliance with the word sync protocol discussed in 
Sec. 2. 2. 3. 5. 

2. 2. 4. 2 Registers/Register Control 

When bit E of the received word (the data/video flag bit) is high, 
indicating that a received word is data rather than video, the word is 
parsed as follows: bits 8 -A are decoded to identify the incoming data and 
address the register in which the low byte of the word (the actual data) 
belongs. This enables the register and a subsequent signal loads the 
data into the register. The contents of the time and status registers 
are displayed in hexadecimal in seven-segment displays on the face of the 
GSE prototype. 

2. 2. 4. 3 Video Reconstruction 

The video words of the digital input are separated into the 12 bit video 
code and the two sync bits, the latter of which are already in an 
acceptable format for the 800V controller. The video information is 
routed to a D/A converter to reproduce the single-ended video signal. 
It is then passed through an anti -imaging filter and gain stage to un-do 
the amplification of the video conditioning circuitry on the CA PWA. 
Finally the video signal is converted to differential and the 
reconstructed video and sync signals are routed to the 800V controller 
for display. 

2. 2. 4. 4 Pixel Addressing (Pixel Grabber) 

By counting scan lines and pixels relative to a reference, recognition 
and readout of any pixel in the image is achieved. In order to affect 
the addressing of individual pixels in the video signal, field, scan 
line, and pixel counters are employed. The field counter is implemented 
as a 2-bit counter to specify the four distinct fields (0 through 3) and 
can be disabled so the specified pixel in all fields is recognized. The 
scan line counter is incremented by the H-TRIG signal to provide an 
address for each scan line. This counter is cleared with the V-TRIG 
signal resetting it at the beginning of each field. Similarly, the pixel 
counter is incremented by the WCLK signal and reset by the H-TRIG signal 
to maintain pixel addresses. 

When a specified address matches the field, scan line, and pixel 
specified, the signal HIT is driven high to indicate that the target 
pixel is now available and the data is stored in the target register. 
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To provide a visual reference for the location of the target pixel, the 
Pixel Grabber replaces it in the output to the 800V with one of three 
switch selectable images. Steady white and black replacement pixels are 
available, as is a black/white flashing pixel. 

2. 2. 4. 5 Target Pixel Processing 

When HIT goes high, indicating the target pixel is now present at the 
output of the S/P converter, the digitally encoded video level is latched 
into the 12 bit target register. This register is updated every time HIT 
goes high providing continuous readout of the video level at the point 
of interest. A duplicate register exists which is updated only when HIT 
is high and an external button is pressed. This storage register 
provides a way to freeze the readout for greater ease in manual 
measurement. 

The contents of both the target and storage registers are converted to 
analog and are output from the Pixel Grabber. To aid in comparisons over 
time or between pixels, the difference of these two analog signals is 
also available. In addition to these analog outputs, a parallel output 
is provided on a standard 37 pin D type connector. A switch is provided 
to select either the target or storage register as the source for this 
output . 

2.2.5 Dual Zone Chamber (DZC) Hock-Up Description 

A DZC mock-up test facility was built by Intersonics, Inc. for testing 
purposes. The configuration of key elements of the mock-up is shown in 
Figure 2. The heart of this system is a 2.75" X 2.75" X 10" Inconel chamber 
provided by JPL/Loral. Sapphire viewing windows are located in the cold 
zone (Wl) , hot zone (W2) , and chamber top (W4) . The upper (hot) zone of the 
chamber is heated with four 500W resistive elements, which are held against 
the outside of the chamber by fibrous ceramic insulating boards. A 
temperature of 900 # C can be attained in the hot zone. Precise closed- loop 
temperature control is achieved using a calibrated "K" type thermocouple 
and a solid-state temperature controller, which regulates the current to the 
heating elements. The thermocouple is mounted on a mo tor -control led 
translator such that it may be embedded into spherical test samples and 
placed anywhere within the hot zone field of view. This thermocouple was 
calibrated in our blackbody reference source (See Appendix C) . 


An aluminum support structure for the chamber also supports the intermediate 
elements in the DZC optical train, which consists of a second sapphire 
window (W3) , two front-surface aluminum mirrors (M4 & M2), and a dichroic 
beam-splitter (Dl). Finally, the structure supports the mounting hardware 
for the AGEMA scanner and objective lens. The clear apertures and locations 
of all optical elements are as per JPL drawings »10134325, the limiting 
aperture being the Cassegrainian objective. The support structure may also 
accommodate beam heating through the top window. 


21 



3 , SYSTEM TESTING AND CALIBRATION 


3.1 Tests and Facilities 

Testing and calibration was performed to verify the performance of this 
equipment. Since the requirement for flight ready hardware was relaxed, the 
testing associated with flight qualification was waived. The tests Performed 
focussed primarily on the ability of the system to measure temperature 
accurately and determine the feasibility of using this technique for its 
intended purpose. A list of some of the key facilities utilized is included 

in Appendix C. 

This section will discuss the test and calibration procedures employed and 
results obtained. The information and data presented m this section will b 
discussed further in Section 4. 


3.1.1 Test and Calibration List 

The following is a list of tests and calibrations performed on this device 

1. Baseline Blackbody calibration. 

2. Temperature resolution. 

3. System calibration with the Dual Zone Chamber. 

4. Sweet spot detection. 

5. Measurement sensitivity to target location. 

6. Optical parameters. 

7. Hot sapphire window emissions 

8. Electrical characteristics. 


3.2 Test Descriptions and Results 


3.2.1 Baseline Blackbody Calibration 


The NCTM head assembly was mounted on a tripod and focused onto the orifice 
of the M300 blackbody furnace. Using the Pixel Grabber and thermal lrna S e 
monitor, two image locations were chosen to measure the 12 bit digital Vlde ° 
signal (voltage). These points are located at the pixel/line addresses of 
49/62 (center of field), and 49/36 (top center of field). The signals at 
these locations are the extremes of the apparent radiance range produced by 
the head assembly optics over an iso-radiance target (see Section . . ). 

Each •'measurement" is actually the arithmetic mean of * ®* asured 
Data points for filter position 0 (no filter) were recorded between 425K and 
775K in 25K increments. Measurements for filter position 1 ( ■ 0 • 

micron) were recorded between 800K and 1375K in 25K increments The digital 
numbers corresponding to these data points were then converted to voltages 
based on a full scale of 10 VDC at FFF„. 


From these voltage vs. 
both filter settings. 


temperature data, polynomial expressions were fit fot 
The calibration curves for the center pixel, along 
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with their corresponding 2nd order polynomial expressions are shown in 
Figures 12 and 13. These figures also show the actual data points recorded 
and the error included in the polynomial fit to this data. 

In addition to this calibration the R, B and F constants were approximated 
for entry into the AGEMA TIC 8000 computer. This enables temperature data 
to be calculated and displayed on the video monitor. This is a convenient, 
real-time approximation of temperature and is not for precision 
measurements . 

3.2.2 Temperature Resolution 

Several tests were performed to determine the temperature resolution of this 
system. 

3. 2. 2.1 Electrical Noise 

A 1.5 VDC battery source was input to the Mechanical Assembly board in 
place of the video signal. A large number of digital data points (>*50) 
were recorded and the distribution of data was plotted Analysis of this 
data indicates an approximate electrical noise equivalent of . 

3. 2. 2. 2 Dark System Noise 

This test was performed with all systems powered and operational but with 
a lens cap covering the optics to prevent light from entering the 
head. This is essentially a room temperature measurement performed with 
no filter in place. The resultant data distribution analysis indicates 
the system dark noise is 2.6 mV RMS 

3 . 2 . 2 . 3 Temperature Measurement Uncertainty 

In these tests the scanner head viewed the Mikron Biackbody source and 
the DZC The biackbody temperature was held constant at 800K and 1350K 
and a large number of data points (>450) were obtained for each setting 
These tests were repeated at 800K and 1117K with a .25" diameter oxidized 
Monel sample located in the DZC. The data was taken at the sweet spot 
of this sample under equilibrium conditions. 

Data distribution plots for these are shown in Figures 14 and 15. Beam 
heating was not used in these tests. Therefore the maximum temperature 
in the DZC was limited to <1150K. 

3.2.3 System Calibration with the Dual Zone Chamber 

The NCTM head assembly was mounted in a position such that all of the NCTM 
optical components inthe DZC mock-up assembly were included in the optical 
oath A 25" diameter Monel specimen with a 1mm diameter biackbody hole was 
installed on the calibrated "K" thermocouple and was placed in the specimen 
position in the DZC mock-up. In this way the thermocouple was still 
utilized for temperature measurement and the biackbody hole was near the 
center pixel where the calibration took place. Eleven digital readings 
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taken under equilibrium conditions between 471K and 767K for filter P oslt ^ 

0 and 16 readings between 741K and 1150K for filter position • 
calibration data curves, 2nd order polynomial functions, and recorded data 
for the two filter settings are shown in Figures 16 and 17. 

3.2.4 Sweet Spot Detection 

The sweet spot, as it is referred to in this report, is that spot on a 
specular sphere where no light emanating from the chamber walls will be 
reflected into the camera lens. It is the only spot which, in principle, 
is emitting light uncontaminated by reflections from other hot sources . 

In these tests, a spherical target was placed onto the calibrated 
thermocouple bead, and was inserted into the specimen position in the h 
zone of the DZC. Once equilibrium was reached, the thermal image 
stored, and the horizontal scan line passing through the center of the 
sphere was located by the Pixel Grabber. The voltage level across this line 
was measured by the storage oscilloscope and was stored for analysis. Thi 
measurement was performed at 800K and UOOK for .125" and - 250 ' 
oxidized Monel spheres. The emisslvlty of these samples is estimated t 0 be 
between .5 and. 7. For a .25" diameter specimen in this configuration the 
sweet spot is calculated to ^>e - .87mm diameter. 

Figure 18 shows the thermal image of the .25" diameter Monel sphere and a 
horizontal scan line passing through the sweet spot. As the scan 1 
passes through the narcissus region, the detected radiation is reduced. 
This is due to the fact that light radiated from this area includes less 
wall reflections and is therefore more dependent on the specimen emissivi y 
In the center of this region is the actual sweet spot 
aforementioned calculation, the sweet spot diameter for this sample 
.87mm. Since this constitutes more than three pixels with this system 
sweet spot detection should be well within its capabilities. While Figure 
18 demonstrates the ability to locate the sweet spot, the actual size and 
purity of it cannot be clearly defined due to the fact that this is not a 

specular surface. 

3.2.5 Measurement Sensitivity to Target Location 

Figure 19 is the thermal image of the DZC hot zone at 800K upon which are 
superimposed a vertical and a horizontal line. A false gradient can be seen 
(primarily along the vertical axis) in the image of what is an iso -radiant 
target Using the Pixel Grabber, the average A/D signal levels wer 
recorded at 12 locations across the horizontal line, and at 15 locations 
along the vertical line. The plots in the figure indicate the approximate 
temperature deviations that can be expected from the center pixel, where all 
of the calibrations were performed. 
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3.2.6 Optical Parameters 

3. 2. 6.1 Focal Range 

Using a fine heated wire as a target, the secondary reflector was moved 
to its furthest position toward the target, and the target was moved 
un til it came into sharpest focus. The distance between the target and 
objective fore was measured. This was repeated for the secondary at its 
opposite extreme position. 

Total focusing range: 254mm to 424mm 
Nominal range: 390mm. 

3. 2. 6. 2 Depth of Focus 

The scanner head was focused on the edge of a razor blade oriented 
vertically in front of the Mikron blackbody furnace orifice. A scan line 
that crossed the edge of the blade was displayed on the RAPID Systems 
storage scope. The 25% -75% rise time of the video signal was measured 
to be 5ps , which is just over 1 pixel. This measurement was repeated for 
displacements from the scanner position toward and away from the target 
image and the rise times were recorded. 

The resulting data, which forms an inverted bell shaped curve, was fitted 
with a polynomial. This function was evaluated to find the displacement 
from the focal distance that resulted in a/2 factor increase in the rise 
time. The distance between these two positions is taken to be the depth 
of focus and is given below: 

Depth of Focus: 9mm. 

3. 2. 6. 3 Field of View 

The NCTM head assembly was placed at the nominal distance from the heated 
blackbody orifice, and the jaws of a vernier caliper were closed until 
their edges came into the thermal image field, both horizontally and 
vertically. Electronically, the field is 65 pixels (horizontal) by 70 
lines (vertical). From these measurements, the spatial resolution was 
calculated . 


FOV: 15.4mm (horizontal) X 16.0 (vertical) 

Spatial Resolution: 237 micron X 229 micron 

3.2.7 Hot Sapphire Window Emission 

To determine the amount of radiation emitted from the hoc window (W2), a 
copper block at room temperature was inserted into the chamber and 
simultaneous measurements were made of the scanner output. The furnace was 
stabilized at HOOK and the block was inserted such that virtually all light 
in the chamber was shielded from the window. The remaining light was that 
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radiated directly by the window and that radiated from the window into the 
furnace and reflected by the copper. The signal detected was -15% of the 
signal produced by the freely radiating Dual Zone Chamber, which is known 
from separate experiments to be approximately a blackbody. 

3.2.8 Electrical Characteristics 

3. 2. 8.1 Video Conditioning Filter Response 

The frequency response of the video conditioning circuitry was determined 
with the use of Tatum Labs "Electronic Circuit Analysis" simulation 
software. The simulation uses models for the op amps that reflect the 
characteristics of the OP-37 's used in the actual circuit. The response 
of the actual circuit was checked against the simulation at several 
points and agreement was excellent. The amplitude response of the 
simulation is shown in Figure 20 along with a typical scan line before 
and after processing. The indication is that this filter has very little 
adverse effect on the integrity of the video signal. 

3. 2. 8. 2 System Power Measurements 

The power and currents required by the CA and MA boards are given in 
Figure 21. 
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4 . PERFORMANCE evaluation 

This evaluation is the result of the tests and calibrations performed and 
calculations based on data obtained. The capabilities of the completed hardware 
as a NCTM device will be discussed and presented. A summary of the system 
specifications is included in Appendix D. 

It is important to note that curve-fitting software was utilized to obtain 
analytical expressions of the calibration data. While the use of P ol ^°^ a 
functions was required to complete this analysis, some error is introduced as a 
by-product of their use. Some of the calculated data presented m this section 
and the previous one are based on these polynomials and therefore may not 
represent the ultimate capabilities of this system. The best possible results 
would be achieved if empirically generated look-up tables were employed. 

4.1 NCTM System Performance 

4.1.1 Electronics 

The system electronics performs nominally as designed. It is DPM 
compatible, provides adequate digitization rate and resolution, and has 
sufficiently low noise to provide minimal measurement uncertainty^ 
Improvement in electrical S/N ratio, currently measured at 73dB, would 
further improve the ultimate temperature measurement capabilities of th 
system. This, however, is not the limiting aspect of this systems ability 
to measure temperature. 

4.1.2 Optics 

The Cassegraininan Objective provides a field of view of 15.4mm (H) X 16.0mm 
(V) at the specified target distance of 390mm. Although the image clan Y 
is equal or better than that of standard AGEMA objectives, its radiance 
collection characteristics produce a false vertical gradient m the image 
of a uniform target (see Figure 19, Section 3.2.5). T e cause 0 , ^ 

appears to be a poor match between the exit pupil of the obj ective/macro 
optics and the entrance pupil (or pupils) of the scanner head. The problem 
is severe enough to render the system useless when using the two smallest 
scanner head apertures, which are not believed to be apertures in the purest 

sense . 

This does not present a problem when using the standard AGEMA objectives, 
presumably because of their low f-numbers (nearly one compared to f 7. 9 for 
the center-obscured Cassegrainian system). The true cause of this 
phenomenon and the best method of correction can only be ascertained by 
gaining a more thorough understanding of the scanner head opncs, which may 
involve proprietary information from the manufacturer. 

This deficiency will reduce the effective performance of temperature 
measurement in the DZC. However, this performance degradation can e 
minimized since the entire specified temperature range can be measured by 


37 



switching in attenuating filters rather than apertures, and since the signal 
dependence upon field location can be corrected by calibration. 

4.1.3 Temperature Measurement 

4.1. 3.1 Baseline Temperature Measurement Ranges 

Using the polynomials obtained from the blackbody and DZC calibrations, 
the measurement ranges vs. target emissivity for filter positions 0 and 
1 were calculated. The results are shown graphically in Figures 22 and 
23. When correcting for emissivity, it must be noted that the spectral 
bandpass of the system is restricted to between 3.7 and 4.0 microns when 
using filter position 1, while position 0 utilizes the entire 2 to 5 
micron bandpass of the AGEMA optics and detector. 

4. 1.3. 2 Measurement Sensitivity To Target Location 

As was previously discussed some false non -uniformity is present over the 
scanned image of an isothermal target. It is possible however, to 
generate a weighting factor array which will correct for this.. This 
could be accomplished by measuring the signal at every pixel in the 
field, and dividing its value by the signal value of the "hottest" pixel. 
The resulting weighting factor can then be divided into the signal value 
for any thermal image of interest, to obtain the "true" signal to be used 
for temperature calculation for the pixel. Without this correction, 
additional temperature measurement errors on the order of those shown in 
Figure 19 can be expected. 

4. 1.3. 3 Sweet Spot Detection 

The results presented in Section 3.2.4 are evidence for the ability of 
the NCTM system to locate the sweet spot of any spherical sample. It can 
be seen on small fairly high emissivity targets (see Figure 18). 
However, since liquid materials cannot be suspended in this device in the 
laboratory, these tests were not carried out on completely specular 
surfaces. Attempts at investigating this with gold plated spheres 
resulted in evaporation of the plating and were therefore unsuccessful . 
The data obtained with non- specular samples and the spatial resolution 
of the device indicate that adequate sweet spot detection can be 
accomplished . 

It should also be noted here that all three sweet spots, which result 
from windows W2 , VJ4 , and the bottom of the chamber, are visible in this 
image. This could be very valuable in determining true temperature 
gradients across the specimen. The center and bottom sweet spots would 
be unaffected by the use of beam heating from the top since very little 
light from the heater would reach these spots. This is particularly 
important if xenon arc heating is employed. While the Xenon Arc Spectrum 
does not cover the 3.7 to 4 urn range, the anode of the lamp glows 
extremely hot (up to 2800K) and its radiation will be imaged onto the 
specimen. Potentially, this radiation could produce a significant error 
source . 
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Another potentially large error source in sweet spot measurements may 
result from the radiance contributed by the hot window mounted to the 
furnace. This effect is discussed in Sec. 4. 1.3. 5. 

A. 1.3.4 Temperature Resolution/Error Effects 

The histograms displayed in Sec. 3. 2. 2. 3. Figures 14 & 15 indicate the 
uncertainty in temperature measurement for several different conditions^ 
In all of these cases the temperature distribution data was calculated 
from the actual measured data. 

The unusual aspect of this data is that the temperature resolution gets 
worse as the temperature increases. This is due to the fact that e 

electrical noise, as measured in Sec. 3. 2. 2.1, is not the on y 
contributing factor to the measurement distribution. Several othe 
factors have been found to contribute to this. 

Optical irregularities internal to the AGEMA Scanner head produce errors 
which are in addition to those from the electrical noise in the system^ 
It is apparent from the tests performed at ISI, that the 10-sided 
rotating horizontal scanning mirror is not regular. The exact nature of 
this irregularity is not known but the result is that the scan lines 
produced by different mirror facets vary with a period traceable to e 
10 mirror sides. It is apparent that the asynchronous nature of the 
video digitization process adds to the overall error as we . es 
aspects must be considered independently. 

4. 1.3. 4.1 Scan Line Error 

For any given scan line through an iso -radiant field, some amount of 
optical induced irregularity will appear as a "Av" from, a constant 
horizontal line. This error has two sources, the first being the non- 
uniformity in the objective optics light collection which was discussed 
in Sec. 4.1.2. The second source is an apparent non-uniformity m the 
mirror' surfaces within the AGEMA scanner. It is likely that all of the 
mirrors are contributing to this error. This means that a perfectly 
constant scan line is not achievable regardless of how isothermal the 
target is. The resulting "Av" increases as the detector signal (v) 
increases. While Av/v remains fairly constant over the operating 
range, the increase in Av at the higher temperature ranges shows up as 
an increase in the apparent temperature deviation across an iso- radiant 

field. 

4. 1.3. 4. 2 Periodic Scan Errors 

In addition to the errors induced within a scan line it is also 
apparent that substantial differences exist between individual scan 
lines. Therefore, adjacent pixels in consecutive scan lines may appear 
much brighter or darker than they actually are due to the optica 
irregularities between two adjacent mirror facets. As 
explained, this error is periodic and therefore predictable. 
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r vertical and horizontal scanning, mechanism in 

-rLl; «» once in ,0 -ids. 

or 10 frames. U frame - 4 fields). 

Each mirror facet produces a monitor *)*Vt 

every 10th line and moves up < ^ a result> the exact same scan 

the rate of 10 lines in • * . mon i to r only once every ~1.6 

line occurs in the same locatic used the data collected will 

S6C i d^u'Tf* the f tucfuftions produced by the individual mirror 
facets unless only one in forty data points is accepted. 

If this is done, the resolution can aPP'°“ h * h lr Trror^sources^ere 

present?* this^woul^result in^a^tamperature resolution capahility of 

- . 25°C . 

4. 1.3. A. 3 Asynchronous Digitization Error 

The asynchronous nature of the ^8 itization P ^ a n* * a 1 * sing 1 e* 6 plx" 1 is 
for some additional systematic ' el on the sca n line is only 

monitored, the actual location o fact that the 

known to within 4 ps .or 237 micron This £or the . Fi „l 

horizontal sync pulses, . £ that amount. This is not a 

Grabber" , may be skewed m time by P d vo i ta ge would not be 

problem for a constant line ^ However, since truly 

affected by what point it is me the poss ibility of measuring 

^f^^tT^s^-e.^^ ^;'™alcin 

SiTJS^t * I' 0 occur as a 

result of this if averaging is not employe . 

4. 1.3. 5 Optics Train Effects/DZC Characteristics 

Thara ara several important aspects ° ftl “ P “ h WMCh 

must be considered and understood. They include. 

o Transmission of optics 

O • Radiant Emission from the hot window (W2) 
o Purity of the sweet spot 

Transmission losses through most ° £ the “Vy' “ c cotmte" foV in'lhfsystam 
and can be assumed constant Th y in the path when 

calibration, simply by including all o P not crue for the hot 

the calibration is performed. This, however, 
window (W2) mounted to the furnace. 
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This window, which is at approximately the same temperature as the 
furnace walls, will radiate according to its temperature and emissivity. 
This is potentially a large source of error since the absorption 
coefficient of sapphire is significant at the temperatures and 
measurement wavelengths in question (700 to HOOK, 3.7 to 4 micron). The 
emissivity of a 3mm thick sapphire window and its dependence on 
temperature and wavelength are shown in Figure 24. This shows a strong 
dependence of emissivity on temperature and wavelength making it very 
important to know the window temperature if any corrections are to be 
possible. The errors induced by this effect will become larger as the 
specimen emissivity decreases and if the specimen temperature is 
significantly different from the window temperature. 

Results from the copper block test described in Sec. 3.2.7, are 
consistent with the data shown in Figure 24. The approximate emissivity 
of the window at HOOK is .05 at 3.85 micron. Assuming a blackbody 
approximation for the DZC, this would constitute -5% of the total signal. 
This could nearly double when the reflection from the cold copper block 
is included. The additional 5% is likely accounted for by several 
considerations . Firstly, the actual properties of this window are 
certainly not given precisely by the theoretical data on Leuco Sapphire. 
This window may also have been contaminated from the prior use of this 
facility in extensive laboratory testing. Other considerations 
potentially having an impact on this test are light leakage around the 
copper, the actual emissivity of the copper, and the actual emissivity 
of the chamber. Regardless of the approximations in the test, the effect 
is quite significant. 

Further, it can be noted from this discussion that radiation from W2 will 
affect the purity of the sweet spot. This spot cannot be assumed to be 
completely free of reflected or scattered light originating from the hot 
window itself. For highly reflective specimens, e.g. gold, the radiance 
contributed by the window will be greater than that contributed by the 
sample. In any case, window radiance must be considered as a sweet spot 
contaminant. 

4, 1.3.6 Temperature Measurement Summary 

Error sources have been identified which can limit the temperature 
resolution that can be realized with this device. However, the 
systematic and periodic nature of them can allow much of this error to 
be removed by careful selection of data obtained, by averaging and by 
calibration. 

The effects produced by the hot window, however, are quite complex and 
further work is required to fully characterize and adequately correct for 
them. The calibrations performed that included this window were 
performed with a blackbody target inside the DZC and with the furnace 
under equilibrium conditions. Under these circumstances all of the 
effects are accounted for in the calibration. Any departure from these 
conditions would require considerable measurement corrections. 
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Fieure 25 shows the periodic nature of some of the errors and the 
resultant temperature resolution achievable by data selection and 
averaging. A blackbody target was measured and the data was selected to 
remove the periodic error effects previously discussed. The periodicity 
of the acquired data can be seen in Figure 25b and the data distribution 
if shown in Figure 25a. This data distribution reflects ^^eiected 
to correct for the periodic error, i.e. every 40th field The 
temperature resolution indicated by this data which also ^eludes 

^ . -i • ^ s * r This is in direct comparison to the data 

displayed in^igure 14, which is not corrected for the periodic errors^ 
The P data shown in Figure 15, which includes the hot window, is als 
uncorrected for the periodic errors. Improvement could be e ^ ected 
this correction were applied to this data but it must again 
out that this is a narrowly defined set of conditions ( . • , y 

target, equilibrium conditions). 
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5. 


RECOMMENDS SYSTEM MODIFICATIONS (Existing Hardware! 


This section will discuss minor modifications to the completed hardware that are 
necessary or desirable either for up-grade to flight quality status or for 
improved performance. 

5.1 Electronics 

The circuit boards in this equipment are first generation and would require 
some modification before they could be considered flight ready. While they 
are mechanically and electronically compatible with the DPM, they are not 
flight qualif iable and would require some minor circuit changes. 
Additionally, manufacture by an approved board house would be required along 
with the use of high reliability electronic components. The minimum required 
circuit board modifications include: 

o A few minor trace routing errors must be rectified. 

o Heavier ground traces are required for some signals to reduce voltage 
drop . 

o MA board video repeater improvement is required. The current output 
stage of this simple circuit is an OP37 op amp. In the lab with a short 
cable between the CA board and the MA board, this isn't a problem. 
However, to handle the requirement for a longer connection cable between 
assemblies, high current line drivers should be added. 

o Transmit disable is required. The serial output to the HRM is not 
switchable on command. Gaging to allow this should be incorporated to 
prevent meaningless signals from reaching the HRM input. 

o HRM interface capability is required. The current output of the CA board 
does not contain the header information nor is it in the precise format 
required by the HRM. Since the board already performs the interleaving 
of other data into the output, the extension of this process to include 
header info, and control the output format should not involve any major 
design changes. 

o The digitization process should be converted from asynchronous to 
synchronous. Digitization is currently done asynchronously and therefore 
produces a slight instability in the horizontal position of the pixels 
as seen on the video monitor. In addition, as was previously discussed, 
the asynchronous nature of the digitizer also effects the temperature 
resolution of the system and complicates data correction. 

5.2 Optics 

o The secondary reflector of the Cassegrainian objective is currently held 
in its mount with silicon adhesive (RTV) . It is recommended that the 
flight hardware version use a permanent epoxy. 
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o Baffling- Ray tracing has shown that radiation from angles between 5.7 
and 15 1 degrees with respect to the primary mirror intermediate image 
can enter the scanner head without ever encountering the objective 
optics In the event that any thermal source along these directions s 
of sufficient radiant strength to influence the signal a conical baf 
should be placed about the hole in the primary reflector. 

o Mechanical Support: Currently, the 

by the ORES steel bayonet it 

macro mounting flange. To meet G-loading ana obiective housing 

will be necessary to provide additional support f J 

when interfacing to the DPM optical bench. 


5 3 Ground Support Equipment 

analog switch to reduce these effects. 
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6. RECOMMENDED SYSTEM MODIFICATIONS (FUTURE FLIGHT SYSTEM) 


Dub to the accelerated nature of this task, some design compromises were 
necessary. To fully take advantage of this technique for temperature measurement 
some design and technical approach modifications should be made. The following 
is a list of recommendations for enhancing the performance and versatility of 
this system. 

6.1 Data Handling 

The current data rate of -4Mbs creates data downlinking problems for the 
shuttle telemetry system. The use of the HRM for high speed data downlinking 
precludes simultaneous video transmission. This affects ever y data station 
in the POCC which poses an obvious conflict between the users. 

This problem can be solved by employing any one (or a combination) of several 
data compression techniques in the flight hardware which will reduce the data 
rate to < 2Mbs. Data rates in this range can be accommodated by the Low Data 
Rate transmission so that the simultaneous video downlink of other users is 
not precluded. 

An additional modification, which could be considered complimentary to the 
above, or as an alternative, is to provide full data transfer compatibility 
to the local governing computer system, i.e. the DPM Controller. If desired, 
real-time temperature calculation could be done onboard and/or selective data 
could be processed or stored while the rest is discarded or downlinked. This 
would greatly reduce the amount of data storage that would be required in- 
flight thereby making local data storage feasible. In addition, the full 
interface compatibility between the controller and the NCTM electronics would 
increase the overall system flexibility by allowing full control by the DPM 
software. Automated system trouble-shooting would also become possible. 

6.2 Automated Filter Selection 

To accommodate the temperature and emissivity ranges required with this device 
selectable filter(s) should be utilized. This function should be automated 
and software controllable. 

6.3 Optics 

Some of the problems associated with the existing optics system were discussed 
in Sect. 4.1.2. These problems might be easily corrected by changing the 
objective design from a Cassegrainan telescope to a refractive element relay 
lens system in the NCTM path, which could signif icantly reduce the f -number 
(possibly at the expense of image clarity, and certainly at the expense of 
achromaticity) . Such a system would also require an analysis and possible re- 
design of any other optical system (e.g. video) using common elements in the 
NCTM train. Further investigation of the internal AGEMA optics is also 
necessary . 
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6.4 Ground Support Equipment 
The current GSE war developed 

test the flight system. Substantial upgrades > to this « 26 u . 

a true Ground Support System suttablejor POCC^p ^ In It 

block diagram of the POCC . exit y P 0 f which is determined by the m- 

begins with a Data Decoder, the com P le *^ format The Memory Buffer and 

b flU d.U b-ailj proc^ data, which is being 
Time Restoration block is ne ° e *** Y amount of randomness, and to re- 

transmitted asynchronous y an exited the A/D converter in the flight 

create the video data “ fuLt'ns such as allowing direct access by 

a "Pixel Grabber feature and a video freete 

frame option. 

he D/A converted to recreate the original 
The digital data stream can lnto the AGEMA 800V Control Unit thereby 

video signal. This can be f. * ™to i the availab le with the AGEMA 
allowing access to virtually al changing the clock rate to the 

Thermovision system. It is a so pos ’obtain a different video scan race 

Memory Buffer/Time Therefore , direct conversion to the 

than the 25 frame/sec AGEMA standard. Tb ^ of the AGEMA 800V 

NTSC 30 frame/sec can be accomplished without 

Control Unit if desired. 

in addition to providing calibrated "rom 

he caoable of determining the "sweet spot location o 
this? accurst, specimen temperature can ba determined. 
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7 . SUMMARY AND CONCL USIONS 

An AGEMA Thermal Imaging System ™ ' 'the DpTJuaWone Chambei^SM^ 

“• *? s 3SS“"liS3S? ^»as established and a development project »as 
Spacelab mission. teasiDin y ranabilitv This development 

ofdustom objective optica ^ 

deaigned lor 

integration compatibility with the DPM. 

The NCTM System Brassboard was bull 3 * ^ f o r^e sV ing ™urp o s e s 1 and" iT a° "f u 1 1 y 

was integrated into a electronic PWA's make up the support system and 
operational system as such. ^ ermal imaging Scanner. A ground support 

Testing of this ^EfESdlJ 

t^t™ r^rmeifnd ’the data presented 

was P-M » of the y ulclmate 

the error sources affecting i . ^ , __iiv. ra tion and is therefore highly 

accuracy that can be achieved throug ca indirectly relating to 

important. Additional tests eith, 51 ‘ ‘^“eluded general electrical tlsts . 

r p Tiri-o"^or n .::n ^et' determination, and' voltage VS. temperature 

calibrations. 

£ independently S asj^/s^de^inherent S cavdbVLittes oTtlTK system^nd the 
combined NCTM/DZC performance. 

7 , 1 AGEMA NCTM Brassboard Performance 
Electronically, the device 

process is fairly transparent wlth chronems nature of the 

uncertainty in the sync P uls ®* c J[ builc y tQ be mec hanically and 

process. The system was g Althoug h full system integration with 

electrically compatible with t ■ . lt is anticipated. Necessary or 

the DPM has not taken piace .minimal diffic J P ed here) 

woul ^ 11 take^plac^prior^o^he development °of W flight l ^ardware 

The Cassegrainian^ptlcs performs adequately^ but appears e.IteSt 

‘fnS"y^r r h^^ Ifthe «ntL of the 

swicchable ^ ^ 


52 



«hl. u». Ran 6 e changes can (and must S 
Thflcrner^p^and^o^Uation with ACEMA Infrared System. 

Optics! effects interna! to the AGEKA = £°?- ^ 

errors. While these errors can s ^ a f^ J ture and can therefore be 
resolution of the device, they a Collection with this period. If this is 
corrected by synchronizing e as tbe target radiance increases, 

not corrected the res ° 1 '^ r tlon 1 ,. r t 1350 K If this correction is made the 
degrading from .4*C at 800K to 1.5 ° “ “ at ,35’C. While the 

resolution remains fairly constan for s B ome of this uncertainty, 

asynchronous digitization technique ultimate limit in resolution 

primarily it is the electrical noise that is the specif icat ion of 

capability. It is important to n0 ents High temperature, single 

,35’C is not based on single pixel £ _ + 4 # c. However, 

pixel measurements would be subject to an rected for per i od ic errors 

— ts " uh 

a fairly high degree of accuracy if averaging 


7.2 Dual Zone Chamber Radiance Measurements 


This measurement accuracy will deg ^ is 

target is located in the Dual Z °ne Ch ^er -^Appro: *1^ ^ ^ objec tive 

encountered through the optics P . , mental since its effect is included in 

optics. This alone is not highly ^ fairly constant. However. 

radiation fro. the sapphire window .oonted 
to the furnace wall, which may be large. 

The potential effecta of a hot aapphi" 0 “,“ n^ced by' 

and complex. Testing has verified that the not carr ied out 

be substantial. A complete analysis of this error so^ ^ ^ identified 
under this task but some of the *^^ d * v \ adi ^ ion in to the detector and 
Two primary errors result from impact will be on low emissivity 

HI ES=“S=s“ - “ — 

do so and can indeed detect the ^ testing was limited to non-specular 

discussed!’ this Iffulther complicated by window emission. 

It is not feasible with the current data i o f^h^ inle g!t 1 

definitive estimates on the shsolute me ssu^ ib ^ e to achie ve reasonable 

system under all possible condition . ^ but the conditions must be 

narrowly an example, measurement of a blackbodv 
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parameters. These include, 
o Specimen emissivity 

o Temperature of the hot window and the resultant radiated energy 

o The relationship between the specimen temperature and the window 
temperature 

o The relationship between the specimen emissivity end the window 
emissivity 

o Specimen surface (specular or partially specular) 
o Wavelength acceptance (spectral sensitivity functions) 

. ln» fnr a narrowly defined set of conditions. If this device is 

used° successfully!" 0 these conditions must be defined >’ 

, «^ 4 rn»iv These conditions would then need to oe scric y 
adhered to in flight. A redesign of the DZC window configuration, 
specifically W2 , should be considered. 
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AGEMA 870 Thermovision Specifications 


Specification 
Scanner 
Infrared detector 
Spectral response 

Temperature range 
Field frequency 
Line frequency 
Lines per frame 


870 shortwave 

SPRITE, thermoelectrically cooled MCT. 

SWB version with broadband coating 2-5 
microns. 

-20° to 500°C (extended to 1500°C with filter) 

25Hz 

2500Hz 

280 (interlace 4:1 ) 


Resolution elements/line 90 (50% SRF) 


Apertures 
Infrared filters 
Sensitivity NETD 
System operating 
temperature - 

storage - 
Dimensions 
(without lens) 

Weight 
(without lens) 


Three, externally selectable 
Two, externally selectable 
0.1 °C at 30 e C object temperature 

- 15 ®Cto +50°C 
-40®C to +55°C 

92 x 150 x 205 mm (W x H x L) 
2.5kg 


Length of detachable cable 1.5 m 


Lenses 

Display Unit 

Thermal image size 

Thermal range 
Thermal level 
Picture modes 
Isotherm function 

Power 

Dimensions 

Weight 


r , 12°, 20°, 40° field of view 

50 x 50 mm framed by temperature 
measurement scale and range digit display 

9 calibrated ranges from 2 to 1000 (IU) 

5-turn graduated control 
Normal, inverted, black, gray scale, gray step 
Width (2 to 30%) and two levels continuously 
adjustable within selected thermal range 
Power supply/battery charger unit for 100 to 
240V. 50/60HZ. 35VAor separate battery for 8 to 

15V DC, 20W 

W x H x D: 235 x 129 x 322 mm 
4.5 kg 


Reprinted from AGEMA Operating Manual 
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TEST AND CALIBRATION FACILITIES 
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SPECIFICATIONS - continued 
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1. PROJECT SUMMARY 

The primary objective of this p^t^STfS.” radU^bodierbased 
instantaneously, the true surfac _ ^ siylty and the apparent temperature 
on measuring both the P techniaues The design, fabrication 

(pyrometry) using V ol * ri ™ tL ZJdbo&rd Division of Amplitude Polarimetric 
preliminary testing of the feasibility of this approach. The spectra 

Pyrometer (DAPP) demonstrates th time -resolved measurements of all four 

enisslvity 1. .urf.c »U 

Stokes vectors of laser light refle _ el . at , ts of the target surfaces in real 
the spectral emissivity and opti^l ««* \ t 0 .6328 urn. The absolute 
time. The instrument has been C ® 1 J- , 0 5 . Hat 0.6238 urn. The absolute 

accuracy of Stokes vector measurement i • . ^ DA pp j_ s probably the 

accuracy of spectral emissivity and ^tical property measuring device 
first absolute thermodynamic temperature ana p 

to be made available. 
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g RF.SF.A ,?™ OBJECTIVES 

. Demonstrate the Sj££ 

instrument would be “ sed tional pyrometer) to determine the 
STSSS t”£r.ture. of to. ly radiating bodies. 

. rocf such an instrument f° r 

b. Design, fabricate, calibrate, an , rty measurement in 

materials processing ana °P 

containerless experiments. 

c . Deliver a prototype instrument to NASA for evaluation. 

1 tWSW - f outUn . 4 

We will present, briefly, 0 f optics and electronics • 

£ssr-£i*v - — 1 

properties is demonstrated. 

3.1. BACKGROUND tadl . tlon thermometry 

The measurement of temperature by ,slvlcles. However, the temperature 
necessitates knowledge of spectral .ml u strongly influenced 
and wavelength dependence of CPC'"* 1 l h f{ , ct t he spectral emissivlty 
by the nature of the ■"5 J *«j/““"gS.,s, the chemical nature of the 

£32 Z finally .^ltsintrinslc -^optical properties. 

~.-yra,:. , . a SgS 

s«-r5r3r.= » 

Ihlnges with time or temperature. 

& moflssured by comparing tne 

Traditionally, w^Vt oTa blackbody when the wo .are in 

radiation from a ,ppro«h In measuring emrssi 

thermal equilibrium. 
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..lids U c. drill . *1. in «* til 

of the surrounding mnter ^ a / However, this technique does not lend 

" hi ‘ h u ” qulr ' d 

high-precision thermodynamic meosuremcn . 

There have been two major approaches to 

attempted to circumvent the ««*! . th py rometry (multi-color). 

the most misunderstood one. Schiffman 13] and McElroy and 

Coates fl], Nordine 12), Nordine . problem of multi-color 

Fulkerson (A] among em Stance corrections cannot be eliminated by 

pyrometry and conclude that intensity measurements. The second 

increasing the nurnber of spe laser light to obtain the 

approach uses reflection thereby inferring the ®“ ec ^ v ® 

reflectance of diffuse scatter B restricted to diffusely reflecting 

emissivity. This approach is severely 

surfaces. ,, 

Th. nau approach davaloped •£**£**£ £ of 

*• -■ *• 

Hf. Mb. Mo. ir. Ta, and V. 15-12] 

3.2. OVERVIEW OF THE TECHNIQUE 

c .L. nM in polarization on 
The technique lnuoluae the MasurMMht ^ tur£ f ce . By measuring the 

reflection of light re flecte d from^s both parallel and 

amplitude and phase change . ld | , e . precise measurement of, 1 
perpendicular to th. plane of ‘““'"“'..‘^itus and 3) the optical 
spectral reflectivities, 2) constant. and tafr.ctiv. 

constants of the surface *“ cl ' measurement of the self amission of 

r TamS: r.n n 1;o A vl‘df £ SSffifiK- 

~ be wtltMn “ “ 

wavelength and brightness temperature. 


J * c -exp 
X 1 



(la) i* 


where 0, and C, are th. fit« *hd 

-u «..«.«•' -• - 0 " sl 

la ra , . _ r _ i a can be written as. 
with emissivity. c x * Ec l- la ca 
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J 

X 


c 

1 



•E 


M 


(lb) 


^rfa-body tldU^ nTd^fb^ w th«'of 7 bUMo4y . E,uatin 6 
T. radiances of the two bodies, .. have: 



(lc) 


where T, is the ^"ofTe 

(blackbody) temperature, and £ x is the nor 
real body at the wavelength, X. 

Ve shall briefly present the f “^ am ' n “ 1 .AumptiorTthat the sample in 
optical constants of »“*“«• liquid motels and alloys and many 

question Is a specular reflector ( . eh following relationship 

solids are specular ^“'^Ati.s wlth th. optical constants of the 

relating the "“‘“•^Sf^ i.w c.n be stated as follows: 
curfsets in question. Kircnort 


( 2 ) 

E + R * 1 
X X 


1 U h \"t U denote"'^ tv.Ung^^nAnc.* o7' these 

quantities. 

From Maxwell's relations, 


the complex refractive Index Is defined as: 


n « n - i ■ k 


(3a) 




where n 0 
Likewise 


:he refractive index and X 
nnamleit dielectric constant e is d 


co-efficient. 


« 


< 

1 


- i 


2 


(3b) 


4 


r t\\c dielectric 

„ , 0 nd ,, arc the real and i-ij-n ^\‘ c refractive Indites 

where C, anfl *2 C, and C 2 are related 

rr^rteTollo-lns 

(3c) 


2 k Z 
i s n - * 

1 


( ■ 

2 


If e, and 

constants 

incidence 


the material in q . 





(3e) 


radiance brightness __ fron Eq . lc. 

thermodynamic temper techniques have been 

Traditionally . 

enployed » «• U the 

near infrared. * oolarizad components ^»«i»ns use moving parts 

the two orthogonally .l U P*o®etric dwi^ f ^ ^^ng 

targat .« Ma ’"”t.To* ti.-ta.olv4 “‘^^“corporates no moving 
and ata not suitable t design of “ PP on . that measures all 

transient event*. ™ *\. t , poi.rlm.ter-. !••• ■ «* 

four" Stokes parameters vlth no sign emb g ^ target surface 

The experimental 

with light of kno^ p ol*ri“ Ut) _ ^ lnatru»»t : » of the Stoke. 

the reflected light ^SP.^ ^t. The Mgnitude^ an^ ^6 , u££lcle nt to 

parameters of the incident polo then lve the 

parameters together ««" te „ T , and 4 . >»?“ o£ t hc Stokes 

— ‘ , " 1 ' " 

Sec. 3.3e^a 
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3.3 OVERALL PROTOTYPE INSTRUMENT DESIGN AND DESCRIPTION 

Intersonics, In c ° r porated^has design^nft^ting of 

this* ins trument* has been petfood t^demonstrate 

and feasibility. This device is comp computer/controller and 

the optical system 2 I the L Fig. 1. The 

interface. A schematic of the p J zation and collimating 

optical system includes the laser lncludes the light 

optics. The remaining . par electronics consists of analog signal 

collection and analyzing optic • signals from the detectors. 

processing modules that co ” position sensitive detectors to enable 
Additionally, ve have wltt* performs ^ 

- *’““ l 

eraissivities and optical properties. 

In addition to the optical properties, we -»t ««*"• 

intensity from the sample in or er o accomplished by measuring 

temperature from Planch's law. Ihls is «ually act ^ ^ ^ uslng * 

the sample self emission over a designs incorporated the 

radiometer (pyrometer). One ? f*™* & Ve^rate detector, with a 

radiometer in the DAPP instrument itself, as 0cher designs 

wavelength band centered (standard pyrometers) at normal 

incorporated a separate radio ( x ^ since the normal 

incidence also centered at the 1 m direct correction to the 

incidence emls.lvlty is Uu touid th.n be made. If the 

apparent temperature using Pi le as tbe DAPP, an angular 

emissivlty was^Ae^ace^from^e^^^ cOMtaMs meas^^by the^DAPP 
Intersonics, Incorporated. 

3 . 3.1 Optical System 

The optical system consist. 

collimating optics, lenses, a coated bara.pl Lite • • 4 f J lt , 

prisms. The light tef 1 1 * c “^ or ^,n^e„c which results in the 
polarisation by a light. The Incident 

determination of the StoKes vec optical chopper to 

laser source is modulated with the aid of an opti yy boCh 

fflsars. u jss ~ 

reflected light is used to determine the optical prop 

The polarimeter primarily *° n ®*®*\ °i de * t ^bot^reflected and 

»t c .r?y d rffif b rch a profu- 

intensitie 1 ^ denote^as °11 "“LTschematifo? the polarimetric 
assembly is shown in Fig. 1. 
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Beam Spttter 2 






, j . nro reflected and transmitted by the 
The two beams which Identical Clan Thompson beam 

beamsplitter are xnciden on t beams are produced and the 

splitting polarizers. A . total four indivldua l detectors, 

intensity of these fou a roeta iiic housing and a lens is 

Each of the detectors is p focus the incoming light onto 

placed in front of each detectort beam- splitting Gian 

each detector. The anaiyzer consists ^ and e . beam . The 

"u : und"vl h .«d P .nd the o-beeu U totally Inc.taaUy reflected 
at 45 degrees to the e-beam. 

Two metal coated b.»aplltt.r. «. ^ £1 

path. A fraction o ® i en -rhs that the two beams travel are 

quadrant detectors. The P at ^ l g h generated form these 

different and the two position ^ the instrvLent . Using this 
two detectors are used to align ' and tl i t . rotation errors 
approach, it is possible to co-ect for y and ^ ^ durlng 

while analyzing a refiecteu 
calibration. 

The instrument has two opa a atl ^ ia °*ii{ be^iscuMed further in 
through) and Measurement mode. This «u 
the section on instrument operation. 

3.3.2 Electronics 

Several electronics modules vere de ^ cl ^' d 

fltcrJca^rUn^tronic. and the data acuisltlon 
interface. 

The signal processing aleC “°”rimin^ laser signal 

demodulator circuitry fro m sample self -emission or 

from the background radiation result! g^ ^ analog processing 
background radiation. P The modulation- 

circuitry is supplied * 

demodulation provides high signal 1 
extraneous or scattered light. 

i . 4 --., <r was determined that the 
During our initial invea * l * a * a ° ‘Displacements of 1 mm produced 
instrument alignment was critical. Dispia oaintain and detect 

errors in the Stokes vector meaa ^ were incorporated, 

alignment, additional that received a 

These included two silico <1 £ partially reflecting metal 

fraction of the beam using P processing from these quadrant 
coated beamsplitters. The . ai 6 " a J n P contro i & logarithmic digital 
detectors included au J^ mati ® \ f r the computer interface. When 
L.E.D. display, and a TTL output detectors provide a 5V signal 

the instrument is aligned the qua nQt corre ct, the output from 

to the computer. When the alii f the detector electronics 

the detectors goes low. A schematic 
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designs 

position 


Is shown in Fie. 2- * 

detection is shown in Fig. 


block 


diagram of 


the 


3 , 3.3 Computer/Softvare Interface 


The computer and data^cJuisitioJi board (Strawberry 

r r r?nc.) wd' 'proprietary S ^ ftW ^® a Acquired by ^ Preludes 
reductions in the computer. « detector outputs together 

four voltages corresponding to the to radiance detector 

with an additional signal together with the 

(pyrometer). The ^We unambiguously the four Stokes 

calibrated instrument matrix gi^ gample> If the source 

vectors of light refl y properties of the sample, 

polarization is known, then the indices 0 f refraction 

including the complex die ec reflectivity can be immediately 

and the spectral emissivity is devoted to outlining the 

computed. The following se ^"Jf ud i ng the method by which the 

polarlmetric a,.t~ used to measure the 
Stokes vectors of refiectec 
material optical properties. 

Additional inputs to the c °“ pUt ® gt * y acquired by the computer 
from the alignment detectors. prov i de positive going TTL 

only when both position detector p ^ uter> ft cont inuous 

signals. The data are /^l cal properties and temperature is 
SJSS and fn! s c«*nd\ d .puy of th. a- result. U provided. 

In th. following s 'f ^'“vat'o^ p«ii!«.‘rs° l/literest 

light da taction, a definition of to variou^p^^^ ^ U 

and tha methods by ” 1 J i h .t. „ t i ca l properties of a sample surface, 
sufficient to determine the optical prop 
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QUADRANT DETECTOR / BEAM ALIGNMENT BLOCK DIAGRAM 
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FROM SECOND DETECTOR CIRCUIT 






.3. A Polariroctric Data Analysis 


Th.»st gener.l 

vectors or the Stohes P“ a "'“^UrU.d co»,>on e nt:. the degree of 
P »d the overall Intensity 1 by the gloving. 

113,14] 


p^aI/ac ^Actors 


e 


$ • S Q *p*cos(2$0'cos(2-«0 

S . S •p-cos(25C)*sin(2*«) 
2 0 

$ » $ -p*s1n(2X) 

3 0 


(4a) 

(4b) 

(4C) 

(4d) 


Polar iaetric and Ellipsoaetrle Parana ter*: 


I « S 


0 



4 • 0.5-arctan 




U 


(5a) 


(5b) 


(5c) 


%• 


0.5*arctan 


1 


IS 


1 


2 



(5d) 
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C-ZL, 


The cllipsomctric sample parameters of interest are Y and A . In 
order determine Y and A of a target surface, it - * 

fix the source polarization to some known value. In our studies, 
have used laser sources, polarized linearly at +45 degrees to the 
plane of incidence. Under these conditions, the ellipso.netric 

parameters, Y and A are given by: [151 


0.5*arctan 



(6a) 


A « arctan 


-S 


L S 2 


(6b) 


indict” »£»c”on':K. 

standard expressions. [5) 

c .v. Cfnkas vectors by the instrument can be 
The measurement of the Stoxes vecwi* / ... ... consider 

ssrss « T f « « 

?fvrr, to 
ui «- l ">“‘ SMkes vector s - 


1 • H-S 


(75) 


, , .i (nfsnsities S is a column vector of 

th* 1 unknown ^or iTomTng) & 'the" "instrument 

^Vutrr*^.^ st ° kes vector con be 

calculated from the inverse relationship. 


-1 

M -I 


(7b) 
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The instrument matrix can be computed numerically by multi plying the 
nroducts ot the Muller matrices o£ all the elements in th y • 

However such a cumbersome process can be circumvented y 

illuminating the instrument with known Stokes state * 

the response In general, a set of four linearly independent states 
such as three linearly polarized states and one circuUrl, polar 
state can be used. However, from the point of view of accu y. 
substantially more complicated calibration procedures have “ 
used. A discussion of the calibration procedure is outlined in the 

section on calibration. 


r.^.TRRATTON TF.STTNG . AND MEASUREMENT VSIflS Pftfl 


A, 

_ K enHnn, A 1 . 4 5 will describe the calibration procedure and results of 
tests with^ the DAPP. These sections deal with the measurement of the Stokes 
parameters, the spectral eraissivity and optical constants. 

4 . 1 CALIBRATION PROCEDURE 

As stated In Sec. 3.3.4. the alts of th. calibration procedure is the 
iMtrment^^w^differen^callbration^rocedures were outlined by Arran 

calibraho^procedures 2 *£££ 

into the DAPP, and determining the res P® nse ‘ ^“annot ^ie “on the same 

HSSS^S&SSis 

retardar (or compensator). Under tbaaa conditions, the incident Stores 
parameters are given by. [16] 


S - 1 
0 


(8a) 


S * i*cos(2*P) ♦ -*cos(4-C - 2‘P) 
2 2 2 


(8b) 


S * -* si n (2- P) + -*sin(4*C - 2*P) 
3 2 2 


(8c) 


S = si n(2 ■ C - 2 * P) 
4 


(8d) 


where P represents the azimuth of the polarizer and C represents the 
retarder fast axis orientation. 
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th. u«kt ti»t v-,-0 u.n»ei. . . c h ‘“"; r h ;;Xr"„r r orth"^ 

by a Mica quarter wave plate. The zero re V thc 

established outside the trade ot reference of the DAPP 1 "> th> 

retarder was established by crossing £(“ l ” r hc £asc axls „ as then 

retarder in between and preserving the extinction, 
identified based on the polarizer zero. 

Since we anticipated carrying -"^rs'^r^^der".'! 
tests involving the rotation of the PoUrUers d a Ushec l with 

the rotation of the polarizers and >•'"*» ‘ #W 049> together 

the use of two rotary stepper m0 ° r ® , #20010) These were driven 

with a stepper motor P-c at 2.00 

from the computer program via the asynenr durtn . the calibration 

3 W ?h. C ^mcUi“ 5 phTeTof the 6 testing of th. 

instrument. 

grra. has discussed "p'l‘nt 

SSSSSTJ- the 3nd is called the e,u.tor-pol.s calibration method. 

The basic approach of both 

follows: If the pol.rim.ter 1. Ill- “1* ^^ponSing to 

rr;.T.,?n“‘».3 M .f voU.Va h <V. e 

ST l .l,o*.*rr*.n% S by *£l£S.! The response .( the polarimeter to input 
Stokes states is given by the equality. 


1 * M-S 


(9a) 


m 


c {. the input Stokes matrix, and M 
where I m is the 4x4 want to evaluate. Bq. 9a can be 
is the instrument Muller matrix wnicn we 

rewritten as: 


M ■ 


I -s 
m m 


(9b) 


4.1.1 4-Point Calibration Method 


This calibration procedure, as the name 1-fU*^ ^ 
1 1 "h*' 1 1 lot* basis” f o r° t hi s* p r o c e dur e 1 s exactly represented by Eq. 

matbematicalbasU » ^.s on the Poince„.phere 

(16) provide the constituents of S B . and M is leaui j 
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Let the tour states be represented by four points on the Polnc "5° 
sphere! The best choice of states is the four point, on the 
vertices of a tetrahedron inscribing the iargest volume. 

plane of the equat .iiintlcitv of -9.736 degrees with an 

Ixial ratio o^O. 1716 and are 60 degrees apart in azimuth. The last 

calibration state is the vertex 

-( 0 ^)? a0?0). (.50, .60), and (70.60). 

During the development of this instrument, we 
hundred calibration and verification experiments. The verifies 
procedure was based on using the sane optical train of P 
." retarder end deternining the accuracy end P™=Ulon e^the^APP 

accomolished in several ways. By rotating tn h .. 
r.c.rd.r! and fixing tha pal.rUer ac rero a contlnuun o U . 

circular and elliptical states could be obtained. Presenteo oeio 
U an exanpl. of our calibration procedure. Far User light at 
0.6328 um, we present some results below. 

For the states listed above, S m is: 


S * 


M 
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0.940 

0 

-0.342 


-0.170 -0.170 

-0.814 0.814 

-0.342 -0.324J 


(9C) 


In one of our tests using the four point approach, we obtained the 
intensity matrix as: 


1 

1 

I • 

tn 

70.4145 

0.2411 

0.1750 

10.2161 

0.0213 0.4377 0.3499 
0.1054 0.4582 0.6000 
0.3271 0.2574 0.0355 
0.3112 0.2150 0.2260J 

(9d) 

The instrument Muller 

Matrix was: 



M a 
4P 

T0.3053 

10.3505 

10.1975 

L0.1939 

-0.2624 -0.0570 
-0.3005 0.0871 

0.1281 -0.1362 
0.1329 0.1256 

0.1091] 

-0.10941 

-0.0270 

0.0222. 

(9e) 
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To establish that the ^ verification* pr^ced^^in 

K e :: r ^ a continuum^of^know^toke^^tate^.^^ Theseus tates 

included linear, circular an 1 * reflection. In the verification 

encountered in the case o P nolarizer at zero and rotated 

procedure , we fixed the Glen Thomson polarlr.r at • «* . , sh0 „ the 

Che retarder through 360 degrees. P normalized 

predicted behavior indicated by soUd lines f, M (ln l0 

Stokes parameters S,, S 2 , and S 3 , wmie one 

degree intervals) by DAPP are shown by the square ( • 

If the polarizing optics were P cr ^^[ c ^*” s 0n * n C °all ? three Stokes 
between the measurements an^ di^ coxaiectei all the discrete 
parameters (Figs. 7-9). ’ As seen in these plots, the 

point, to produce a cent: exc . ed 0.06. The 

absolute error in any s “^Voo^bl. stat.a is 0.015. 
average error summed over all possible states 

in spit, of th. greatest care in the calibration 

procedure, we could not reduce the ' !t ™ r “ d polntt ln the 
difference between the Predi t d d thlt t0 systemetic 

verification procedure. Initially we lt was due to 

instrument error but finally ronmonents 0 f the calibration 

imperfection in the P olariZ ^ g & is wi u be discussed further 
equipment and not of the instrument. This win 

in this report. 

Arran, has discussed J” p ^or^oi.^ technique* as a 

suggested the use of the , [18,191 We discuss this 

^S%^«».nt l «iin ’in cur laboratory in 

the next section. 


4.1.2 Equator-Poles Calibration Method 


The procedure that ». will outlln. 

by Arzam. [HI Th. ^U^tTll.r “sing an imperfect 

accurately determine ^.Instrument M conslsts 0 f a linear 

polarization state generator (PSO). in 
polarizer and a quarter wave retarder «W • 

. , a pec are in the retarder. These 

^erT.l 0 t\oirhIv"d.serlb.d well in the literature. [201 
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- 0.2 
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Deviation of measured SI from predictions 



21 


- 0.05 



edictions 
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FIG 8 



edictions 


o> 



23 


- 0.015 




Hence, the determination of M should minimize the use of the QWR as 
much as possible* If the column vectors of M are written as [Mq 
M 1 M 3 ] 1 1 a linear polarizer can be used to determine the first 

three elements of M. 


M « ( M M MM) 

v 0 1 2 3 


(10a) 


The Stokes vectors of incident linearly polarized light of azimuth 
P are given by: 

S(P) ■ ( 1 cos(Z-P) sin(Z-P) 0 )* (10b) 

The use of Eq. 10a and Eq. 10b gives the response equation: 

I (P) * M + M -cos^-P) ♦ M *sin(2*P) (10c) 

0 i 2 

If the output of DAPP is measured as a function of P (0-180) , and 
the response is fitted to the Fourier series (Eq. 10c), the three 
Fourier components immediately give the three elements of M. 
Figures 10-13 give the response of the DAPP to linear polarization. 
The normalized voltage outputs as a function of polarizer azimuth 
are plotted in these figures. The continuous curves represent the 
least squares fit to the data while the solid points are the 
measured points (in 10 degree intervals). 

The measurement of the last element of M requires the generation of 
the circular polarized state with the use of the retarder. The 
fourth element is determined by taking the average of the difference 
in response of the left and right circular states. 

s(cp) -(loo + 1 )* ( U ) 


where + and - apply to right and left circular states respectively. 
The equation that determines M 3 is: 


M * 

3 


-• [I 

2 L RCP 



( 12 ) 


However, it is practically impossible to generate left and right 
circular states exactly. Therefore, following Azzam's 
recommendations, we assume that each left or right state is an 
elliptical near circular state (ENCS). Rotation of an ENCS around 
360 azimuth in 10 degree intervals then yields a more accurate 
average for the two circular states. The use of Equation 12 then 
produces the last column of the Muller matrix of the instrument. 
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We now compare; the instrument matrix obtained using this approach 
with that in the previous section. The matrix H, was: 


M 

E- 


ro .2858 
0.3183 
0.1772 
0.1738 


-0.2438 

-0.2714 

0.1154 

0.1216 


-0.0670 

0.0813 

- 0.1211 

0.1216 


0.1011 1 

-0.1029, 

-0.02321 

0.0207. 


(13) 


TMc matrix is similar to the matrix obtained by the 4-point 
technique but differs in some of its elements. The verification 
procedure outlined in the previous section was utilized .^"stokes 

?r r f s s ra 

llY^TlsZ tr previous calibration approach are someuhat 

r.r.n 

analysis section is based on the use of the equator poles techniqu , 
and not the 4-point technique. 

It may be added that the use of this calibration procedure enables 
one to produce a nearly perfect polarization state detector (PS ) 
using an imperfect polarization state generator (PSG) . 


.2 TESTING AT ROOM TEMPERATURE 

o demonstrate that the instrument 4... measure the spectral 

-^^.rv^^^reT: 3.800 ’and k - 0.028. ,21, 

:n these experiments, we first * le *"*^ cs the A *pnes °*22 ^an^Ve^am *23) 
icetone to remove any surface con am • ltg e ff ecC on the complex 

iave discussed contamination by ox e fi ^ remo ve films from the 

iielectric function of slli f 0 "’ n fl . id in wate r. Measurement 
surface, we used a solution of 5% hy ro f refraction were carried 

)£ the Stokes parameters and the complex 1 oxide. The an B le of 

measurement, mere 

taken by the computer. 
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Measurements on Silicon: 

Wavelength - 0.6328 um 

Angle of incidence - 70 degrees 


n measured m 3 . 826 ± 
k measured * 0.047 i 
e measured - 0.657 ± 
R measured - 0.343 ± 


0.002 

0.002 

0.001 

0.001 


n literature - 3.840 
k literature - 0.028 
e literature - 0.656 
R literature - 0.344 


The slight discrepancies in . the . s^“sur£.«! 
indices of refraction may be duB 1 P e rtantly the method of sample 
the presence - S s'ceSer in sea.ureh.nts of the 

optleal^roperciesT 0 / silicon prepared under different ccnditions. 

The sample was *^ l, ^ d t ^^ f0 ^ d ^ l | ( ^trS» I SScto»»* of an oxide 
The new values of n and k were .. . A thickness of 45 Angstroms was 

SS “r^X^“»p S cr« dTTco within 0.001 for hath 
n and k. 


4.3 ACCURACY 

We will now discuss the ^Th^accuracy ’ can be estimated in 

primarily by the ™ generate an error Muller matrix 

several ways. The most rig y . measured Stokes parameters, 

and determine its effect o no i a rization state generator (PSG) 

Alternatively, one can assume that ^h^ ^ predicCe d states as a 
is perfect and determine the procedure will produce a more 

5SS. th^absolute^systematic error. 

Based on the difference between -sured and predicte, incurves, the 
following give the 'properties and spectral 

SSSS=. “ ToiL k th* * U t abl e° ^we^ i s t^quan 1 1 ties 
a rV pTrt^nVVc'Vh.' decrement of the state of polarization of 
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ss :=s £= 

are based on measurements on silicon and are present 

The absolute accuracy In the optical constants n anC k U O^ Used on 

our experiments with silicon. H°w*v« f or sUlc, ,n Contamination. In 
affected easily by surface P«P arat *™ “^andard. The true measure of 
retrospect, silicon is not real yap establish the accuracy of 

the accuracy of ‘"hTs “lustrine Isusedin conjunction llch 

temperature measurement when th surface temperature and compare 

a standard radiometer to measure the me surface te p 

this result with that obtained ls m e a sured correctly, 

accuracy*!^ the^me^ure'm.nt o"f optical constants is better than 1%. 
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TABLE 1 


Polarization State Accuracy at 633 nra 


Quantity | ERROR (Absolute units) 1 


Amplitude,? 

Phase , A 
Azimuth, Ot 

Ellipticity.X 
Axial Ratio 

Degree of Polarization, P 
Degree of Linear Pol. 
Degree of Circular Pol. 


0.009 

0.010 

0.008 

0.05* 

0.05* 

0.05- 

0.05* 

0.05* 

0.005 

0.008 

0.004 


TABLE 2 


Accuracy in Optical Properties at 633 nm 
(Based on measurements on silicon) 


Quantity 


Absolute error (%) 


Refractive Indices 

n 0.5-1 (n > 2.0) 

v 0.5-1 (k > 2.0) 


Spectral emissivity 
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A. 4 PRECISION AND REPEATABILITY 

The precision of **" ta ll 

measurement. The repeatabi y t everv 5 minutes for a 24 

polarization was tested by ma ng "»ea resu i ts produced the histograms 

hour period. Statistical .nalyolsotthoro^crp the „ e asured 

shown in Figs. 20-22 In each ^ figure .thebe' “« u plotted . if each 

Stokes parameters with that p standard deviations of 0.17%. 

histogram is approximated 1 by a Gaussl . atld s. respectively. This 

prU'isUn U^\.Ttis\ac«“ and can’ bo i 2 mprov.d further with iow nois. 

electronics. 

tf.^HNICA Ji- FEASIBILITY CO^glgUSlQNS 


5. 

y e present below, scientific and t'^esypTo^P 

experience in the design, ^ bri ®^ s °bility P of thi s y technique for emissivity 
device to demonstrate the feasibility 
measurements of solid and liquid surfaces. 

1) The DAPP can measure all four ^ 

» £ .st temperature 

measurement. 

Me n S • 1% at the laser 

2) th. h ~y°‘J'°Z perfections present in 

X"ing elements.' and not th. instrument design. 

3 , The accuracy can he 

shorter°wavelengtta* where cbTengular acc.ptanc. of the polarising .laments are 
greater . 

*, The spectral emissivity 

itz zzrsvs c - er * tute - 

5) The high accurecy in spectral SS 
ir/rrrri- - as a standard commercral 

pyrometer. . , 

«, Safe , non-visual and accurate alignment “^^“yTigh' d7gr.e“\f 

•k, z&s .rtstrrsuuSis - — » 

use . 
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Histogram showing deviation 
of SI from prediction 
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Histogram showing deviation 
of S2 from prediction 
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Histogram showing deviation 
of S3 from prediction 


CM 

CM 

0 

LL 



GouBjnooo 



„ The DhPP has been calibr-d 

pUced nearly Wenbica results. sphcte . It is slightly less 

optimized polar * a °" equa tor*pole method. 

accurate cohered to the e„ua resolutl o„ o£ th . 

8) Short and long-term «s ts au gges Thu u partly attributed 

?ss£K ssss&mk- « - - -■ 

9) The response time of 

«•£»«-* ~ - " m “ iut “ en “ 
be mad. in a time as small as 0.1 - ^ o£ 

1„) The simplicity and in process 

“uat“ “for ‘h. measurement of temperature. 
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monitoring in electromagnetic: 1 dwe^ent are identified and a 

g^rSfinrS is suggested. 

Questions regarding the content o f this report should he addressed 
to Richard Weber (708) 272-1772. 
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1. Executive Summary 

The requirements 

= S ^^nrpr^^ems to meet a variety of 
processing requirements are presente . 

The formation of oxide and "i^^^^^ro^sstng of Sejerl? 
as a major source of ^ These^ may be removed by 

metals and alloys of potential ^erest. Matures if residual gas 

evaporation or decomposition Th e presence of particles in the 

impurity levels are small. P experiments which require 

processing environment may interfere with ex P erirae 
undercooling of liquid metals and alloys. 

descrilTed &«£?. -- ^"23^ 

gas, chemically active gases and chemically purified g 

Electromagnetic levitat ion f vacuum limits 1 the \ypes of 

processing chambers. The use of nign _vawu carried out. 

experimentation and processing w essi in a gas atmosphere 

Experiments advantages 8 oveiT^l^^se^of^igh^vacuuii^particularly 
when specimen cleanliness is of importance. 

When the highest purity is required, the use of ”“[“j a filtering 
gas, purified by passing through getter^and^p^^ potential £or 
systems is recommended. Recirc . i 5 seous impurities with 

ITU Sled^o^S^^nd ™ material from the region around 
the specimen and allows control of temperature. 

The best technique for reducl ^| C ^ ta gp a cified d only d when the 
material being processed and can be _ s P^“^ es ° operation in 
experimental requirements ar ® k .^ ] n ‘ nd scientific advantages over 
a reasonably pure gas has technic outclassing is a problem, 

working at very low pressure t or spe cify equipment and the 

specification for specific metal or alloy systems. 


2 . 


INTRODUCTION 


_ +-V.10 c-t-iiriv is to evaluate techniques which may 

™ e ntr P oT POS and 0 £ min^m S i Z S e tUd t y he level of in^o tSS 

g^eo t :f nl i q mp e uritTe S S lde and control of 


PRECEDING PAGE BLANK NOT FILMED 



particulate impurities. A section on gas quality analysis is 
included in Appendix I. 

containerless Pr°« ss i " % lB « t ntam\na\iSrof t matIrials P by 

crudes 

sec ? nd t r :??h n alo lid prevents hrt^ogeneoul nucieation o£ solid 
phases . This enables liquids to be 

ITs ^ ^ evaporation or 
gasification at high temperatures. 

Electromagnetic levitation an ^ . . h J^ in ^ igu \d conductors. The 

srss S2 b£-H?sss.« 

gas atmosphere to operate. 

3. The Scope of The Problem 

The ambient environment can be Che toe”ma?eria? 

beingHprocessed . environment SS-to have gaseous 

and solid aspects as follows: 


Gaseous: 

o 

o 

o 

o 

o 


Inert 

Oxidizing 

Reducing 

Reactive 

Vacuum 


solid Aspects: 

o containment vessel boundaries 

o Particles of the material being processed 

o Particles of impurities 

o Subcritical nuclei 


For many applications, 
number of engineering 
typically are: 


Decially those involving space flight, a 
straints also apply. These constraints 
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o 


Power Requirements 
Weight Limitations 
Size Limitations 
Cooling Requirements 
Safety Requirements 
o Maintainability 


3.1 Gaseous Impurities 

Processing in gas atmospheres may be desirable because it ca ^ 
decrease evaporation rates of volatile materials and it affords a 
convenient method of temperature control. In general the 
massive and is not intended to react with the material being 
processed. Impurities which can react with the specimen may result 
in formation of impurity phases such as oxides or nitrides. 

Reactive impurities may include any or all of the following: 

Oxygen, Nitrogen, Water, Carbon Dioxide, Carbon Monoxide 
Hydrocarbons and Hydrogen. Carbon oxides, water , hydxogen and 
oxygen can exist together as redox mixtures in equilibrium 
concentrations determined by the ambient pressure 
temperature. 

Fiqure l (3> is a phase stability diagram for formation of oxides 
from metals and oxygen or oxygen-bearing gases. This diagram 
suggests several methods which might be used to prevent formation 

of oxides: 

o Addition of a gas such as hydrogen, has a greater 
affinity for oxygen than the material being processe , 

o Remove oxygen by reaction with a "getter" or material 
with greater oxygen affinity than the specimen. 

o Operate in a vacuum with a pressure less than the 
decomposition pressure of the oxides of the materials 
being studied. 

Next to oxygen, a similar situation exists for the elimination of 
nitrides and in some cases carbides. In general, when tY } e 
impurity formation is prevented, the next most stable impuri y 
phase will form, this is frequently a nitride. 
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-ABSOLUTE 2ER0 


TEMPERATURE IN DEGREES CENTIGRADE 
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FIGURE 1 DECOMPOSITION PRESSURE XS TEMPERATURE FOR VARIOUS 
METAL OXIDES 
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3.1.1 Approaches to Gas Purification 


pu?ged and cleaned can maintain this purity from a storage cylinder 
to the processing chamber. 

_ /-*an ho further ourified by a number of technigues. 

SSSSip ssir^-saasa^ajs 

and well understood. 

The following section describes approaches which can be used to 
decrease the effects of impurities on an experiment. 


3. l.l.l Operation in High vacuum 


“S preSsure^s sUlT su/St^o aUow^tfon ' "otT number of 

from the chamber walls or small particles within e sy 

3. l.l. 2 Getter Techniques 

ratters react irreversibly with impurities to form a stable, bound 
oroduc? Getters are made from alloys based on reactive metals 
such as ‘titanium and zirconium. These alloys are available in the 
form of oellets or compacts which purify a gas stream which passe 
fhrouah them They can remove a wide variety of reactive gase 
^ennhemselverwell to purification of gas for use in metals 
processing applications. 

Many getters require heating in order to operate e^ The 

roiLhilitv of aetter-based systems has been demonstrated in tn 
semiconductor^industry . Information on a system manufactured by 
SAES is provided in Appendix II. 

Getter systems have the advantage that they are solid-state and 
robust The power requirements are modest, typically under 100 
and weil ^nstfl^ted cSisters can further reduce this power A 

Si 

adding a particulate filtering requirement to the system. 

3. 1.1. 3 Chemisorption 

This technology is similar to gettering. The principal differ 
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-t-hai- impurities react with organometallic agents impregnated 
is that lmpuritiesr than with metals. Chemisorption 

into a substrate material r f i mnur ities including those 

can be used to remove a wide range of which can 

to several, hundred 
a system manufactured by Semi-Gas is 

provided in Appendix 111 • 

The tems in is P \ 1 hat dV tlSy g can f bf* designed^to S ope?ate T ambient 

SSs 

3 . l.l. 4 Catalytic Adsorption 

This technique is useful : for «m°ving 

stage o£ 

products formed. 

3. 1.1. 5 cryogenic Purification 

~ s, 

ambient gas exceed their ^apor pressures at “e^cryogeni^ 

^r e b r e a used ^remove "onlyHthose^mpurities which are much less 

volatile than the gas to be purified. 

Cryogenic ma^ntaTned^t its^p^ating^emperfture at 

Si times f n Heating ol £ “"y^enfc 

technique relatTvely large amounts of power because a 

refrigerator is used for cooling the cryogenic cell. 

3. l.l. 6 Molecular Sieves 

These selectively remove molecules 

size from a gas steam which pas larae niolecules such as carbon 
ICx^^a^^Sdr^rS ^eTare ideally suited to 
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_ se aled pump. They are not 

"i»- ~ l6CUleS SUCh ^ nltr ° 9en ' 

oxygen and argon. 


3. 1.1.7 Palladium Filters 


un Filters 

These rely 4,“ 3 

Hydrogen can b P . pressure, 
palladium membrane under pre 

3.2 summary Qf the purifi cation systems 

Table 1 summarizes the 
described. TABLE 1 


TECHNIQUE 


PURIFICATION 

EFFICIENCY 


POWER 

REQUIRED TO 
OPERATE 


HIGH VACUUM 


GETTERS 


FAIR “ GOOD 

BETTER THAN 
1PPB 


CHEMISORPTION l pPB 


HIGH (PUMPS) 


30-100 W 
typical 

ONLY IF 
HEATING 

required 


COMMENTS 


RAPID transport 

OF CONTAMINANTS^ 

COMPACT , LOW- 
POWER REQ • / 
RELIABLE 

COMPACT , RELIABLE 
DOES NOT REMOVE 
N, __ 


CATALYTIC 


CRYOGENIC 

MOLECULAR 
SIEVES 


palladium 


fair for 

REDOX 

ONLY 

1PPB 

PPM 

GOOD FOR 
HYDROGEN 


moderate 

(HEATING) 


LARGE 
pmmPTGERATION 

YES 

f pumps; 

YES 

(PUMPS) 


ONLY STRIP REDOX 
GASES , NEED 
additional 
SYSTEM 


FAIL IF COOLING 

not maintained 
DO NOT STRIP ALL 

CONTAMINANTS 
ONLY SUITABLE 

FOR H 7 


L 

3 3 particulate impurities hi h 

3 * J ^ „ ira-r-ietv of sources whicn 

ss?3S£££.SaH3!S*s: 

processing chamo ' from ablation of surfac atmosphere 

The latter may result from r o£ particles in an » ? ni 

C o rn d b n e S aef 0 i n nea £ rn aP a 0r n™ber of ways, the specifications 
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to particulate matter suspended in a gaseous media are ASTM F 25 
and MIL-STD-1246B. 


3.3.1 Filtration Systems 

Particles can be removed by filtering the gas stream. The 

technology for this is advanced and filter “ ,"? r “ es 

ceramics or polymers. Filters can provide up to 99.9999999. 

removal of particles in the size range down to 10 nm. 

If large particle loads need to be removed, filters b ® ^. r . r ! an ^g 
in series to remove smaller and smaller particles until the 
reauired curity is reached. The pressure drop across a filter 
membrane depends on is its active surface area and the ^ 

Pumping is required to generate flow and this will require gy 

to operate the pump and flow control system. 

The placement of the filter is an important consideration be <?^e 
ntnaceinn of a filter may provide a source of gasseous impuriti 
!nto Ihe gaf stream . Slrseiy, the gas purification system may 
provide a source of participate contamination. A 
filtering system could be designed to control both of these 

situations simultaneously. 

Information on commercially available gas filtration systems are 
given in Appendix IV. 

3.3.2 Window coating 

The coating of optical windows by condensed vapor emanating from 
hot specimens results in errors in radiation pyrometry. Thi 
coating interferes with visual or photographic observations a 
with all measurements by optical techniques. ^^^ows w ith a 
eliminating these problems is to protect = rl * 1 = al to 

aas purqe . Alternatively, a laminar gas flow can be usea ro 
entrain particles and remove them from the processing chamber. If 
operaPon S high vacuum is required, transport of vapor to windows 
will be a significant effect. Techniques to prevent this require 
further development. 

3.4 Power and Cooling Requirements 

tfStiST* in" g?nUr *gas f 

surroundings . 

vacuum pumps may be the largest power mVunt^f 

power required by recirculating pumps will vary with the amount 
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beina pumped. other power consuming components will be 
electrically operated valves and flow control systems. 

3.5 Safety Requirements 

The systems evaluated do . metflt^nA 

^pertaining to 

their operation and testing. 

Reducing and oxidising 9ases may fora explosive > when th ey 

are combined. Carbon monoxide which is toxic may o y 
some redox mixtures. 

4. Discussion 

i4 _„ r^F a cvstem will be determined by its 
The ultimate purity of a system 2^ sufficient concentration of 

construction. “^e Impurity phases, the degree of 

specimen “SnraminStlcn wUl depend "on the Kinetics of impurrty 
formation. 

The interaction of the gas ST# 

gSut? c?nL P ma?ntained^ outgassing and 

the gas handling and purification train ireful placement and 
specification^ e^h U"nent Seduce the contamination levels 
to a minimum. 

4 i operation in Ultra High Purity Atmospheres 
will be of the order of 1 part m 10 (lppb) . 

As . shown in iTs^e 

« ld tne ££?££££&& is ec^raor 

d a ei U o^trat H eT V in r wor\ S 

bni^?^^-ppS^3- o The reaction used 
to remove oxide is of the type MO x (s)+M(s) - M 2 O x (g) 

The criterion for cleaning b y da ^ 8 

SillS^ra^eib 6 I^praslura Tt 10' ? atmospheres corresponds to 
evaporation of about one monolayer per second. 
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Processing in gas atmospheres has several advantages over the use 
of vacuum processing. The gas atmosphere forms a boundary layer at 
the specimen surface. This may control the evaporation rate from 
the specimen and can be particularly important in the processing of 
alloys which preferentially lose one component by evaporation. 

A further effect which may occur is that metal vapor is contained 
(rather than deposited on the processing chamber walls and windows) 
in the gas and produces an inert atmosphere around a specimen by 
gettering of the gas adjacent to it. This offers a means of 
purifying gas of all reactive species for a given material. If the 
gas is then cleaned of condensate, it can be recirculated. 

Gas flow may control and stabilize the temperature of a specimen. 
Mixtures of helium and argon can provide a range of temperatures 
which may not be accessible by control of electromagnetic power 
alone. In microgravity, where the positioning forces are small, 
gas may also provide a means to damp specimen motion. 

4.2 Operation in High Vacuum 

Some of the advantages of gas-based processing are lost when 
processing is carried out in a vacuum. For example, gas quenching 
is no longer possible and temperature control capabilities are 
diminished. 

Operation in high vacuum has the disadvantages that, by increasing 
the mean free path of the gas molecules, it has the effect of 
making the specimen seem closer to the chamber walls. This results 
in an increased flux of material from the specimen to the windows. 
Also, rapid transport of outgassed species from the chamber walls 
to the specimen and increased rates of specimen evaporation and 
composition change due to incongruent evaporation. 

4.3 Operation in a Reducing Gas 

Figure 1 shows that a number of metal oxides will be reduced in an 
atmosphere of hydrogen or carbon monoxide. This approach would 
therefore prevent oxide formation of these materials. 

Processing in reducing atmospheres has similar advantages and 
disadvantages to processing in inert gases. However, chemical 
reactions between the process gas and the specimen become possible. 
Hydride or carbide formation may be favored in some circumstances. 

A further factor to consider when using reducing gases is that they 
may form explosive mixtures with air or oxygen. However, H 2 can be 
diluted with an inert gas to a consentration which will always be 
too low to be such a hazard. 
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4.4 Particulate contaminants contaro i„ation of a 

particulate contaminants result^n^c dissolving 

sample bya ^ b f Articles, average diaIttet . er ad hered'to B a 0.5 cm 

molecular ^weight to the 

S=S£. ^ " wo°u?r^solve into 
more than 1 part in 

liquid specimen. nucleation sites, 

particulate contaminants can of undercooling^or 

in this capacity they wil achiev ed before i f' ^een addressed 

The 

qualitatively made: 

following comments ca 


~ ’ vv>ai- a number of molten 

La teria?s Y c^ff^^cSlS by as ^ much e ^ r °^t.?°in 

:Sol SrtSir^°i-n« , C °n n o ta sist^ of Pf^^fon^e 
washed intheprocessin, the regioh 

arouiui^^e undercooked liquid. 

.a <?nf f i nsnt S 1Z6 ^ 

Critical nuclei are bbose F ° r metals they may . be f ^°" 

thermodynamically s a . once critical nuclei 

1000 atoms m size. 

nucleation proceeds. 

way -- 

wets the particle,! not favor nucleation. 

Hon-wetting systems do teBpe rature. 

Particles can dissoi™ fn nucleation but in a 

This situation chan g e in the material. 

small composition change ma y be 

Theracphoresis^will^^^ keepin? s Pf d i”“ll chamber . 

regions i s nuc iei in a entrain 

free of hat ®^° g L supplemented by a gas flow 
oa r t i cl e s° ^ nd ^ r emo ve^^ihem from the chamber. 
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could then be filtered to remove particles before 
returning it to the chamber. 

4.5 Summary 

An enviromental contamination control system can only be selected 
by considering the specific processing application requirements. 
No system is capable of providing gas of sufficient purity to 
prevent contamination of some metallic specimens. Evaporation can 
be used to remove contaminants and gas can be used to entrain the 
condensate which forms. 

Reaction of gaseous impurities with a specimen removes them from 
the gas and places them on the surface of the specimen. Surface 
impurities can subsequently be removed from the specimen by 
evaporation and decomposition. Alternately the specimen could be 
replaced with another one and the "getter specimen" discarded. 

Outgassing and evaporation from specimens provide sources of 
contamination which are independent of the purity of the processing 
environment. The use of a recirculating system with serial gas 
purification and particle removal offers the advantage that the gas 
can be purified to a level where reaction with the specimen does 
not occur. 

The importance of particles in the region around a specimen needs 
to be addressed in the context of a specific system. Several 
systems, such as the equiatomic TiAl alloys , can be undercooled 
without the need for particle removal from the processing chamber. 
Other systems, such as nickel, cannot be undercooled a^id this is 
attributed to nucleation by impurity (oxide) particles . 

The effects of small (submicron) particles in the region 
surrounding a liquid specimen depends on the system involved. This 
requires that an analysis is carried out for each system and the 
need for further research is suggested. 

Finally, thermophoresis effects and gas flows may be used to remove 
particles from the vicinity of the specimen in gas-filled 
processing chambers. 

5 . Recommendations 

Recommendations must be prefaced by stating the situations in which 
they apply. The best system for processing a given material will 
depend on the materials properties and the experimental constraints 
which apply. There are cases where a "perfect" system can be 
defined but probably not constructed. In many cases, mutually 
excluding effects make compromises necessary in order to engineer 
a practical system. A number of generalized systems have been 
specified and these are used as the basis for defining the 
requirements for processing systems. 
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The following generalized systems will be used as examples. 

1 . Processing a reactive material without the presence of 
particles, eg. Ni. 

2. Processing a reactive material, eg. TiAl. 

3 Processing an unreactive material without the presence of 
particles, eg. Pt-Rh alloys. 

4 . processing an unreactive material, eg. gold. 

The first situation is the »“st thJ 

must be purified and stripped P nrocessing chamber windows 

arfkepff ree ^ Scions are made on 

the basis of these considerations. 

5.1 Case 1 

It is recommended that processing is ' processing 

will reduce or prevent de P oslt i° n °^ d ^ve pSrtiSles formed" 
chamber windows. The gas can vapor an d remove them from the 
for example, by condensati crocxravity a further advantage 

of processing IfaTaf "atmosphere is that the gas may be used to 
damp specimen motion. 

in the case of reactive materials gaseous 

may be : suf f: iciei ^ t ip ° a ii° P rocessing systems, vacuum and cleaned gas. 
situation exists in all proces y J imnurities can provide an 

The "self gettering" by reaction This can be 

atmosphere which is free from any chases formed by reaction 

achieved in two “ays: Firs ■ be" evaporated or 

between gas and the spec and the products removed 

decomposed at high specimen Second metal vapor emanating 

by entraining them in. a ^^h'galeous impurities and 

S^rla^orp 0 rXct W s ll c 1 an re b a e 0, ^mTKm t?e gas stream. 

Gas recirculation has been suggested'" 1 ’ to | h ^f^^i^Son^lcaile 
purity. Recirculation is recommended for this Is minified it will 

the gas is then in a closed sys em .. entrained by flowing 

gas 1 pa 9 // a^c^ fai ^ ^oved^^thl gas by filtering it 
before it is passed back into the chamber. 

A schematic layout of the re !?° m ^® nd ® d n Jtructed S from^igh quality 
The processing The latter 

if prele^leSull i? is light and of comparable quality in other 

respects. 
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FLOW DIAGRAM OF CONTAMINATION CONTROL 












v.’ -t-v-iQ Vi i nhp^t Duritv, the system would be evacuated and 

To achieve the hl ? hes \ P ur] ultra h i«h purity inert gas at 

baked out, then backfilled “ lth “l tra as h Vf / urthe y r purified and 
moderate pressure (°.l atm.). \ c le filter placed in series 

cleaned by a getter system P tering the chamber will have a 

with the processing chamber. G . a a s m f^® r _ in ^ f about 1 par t in 10 9 , 

still"suf f icientf tfrSac? with - "ifSrtil 
-f : d u\ n SSr SSTSS! rar.'KW which reactions 
cannot occur . 

5.2 Case 2 

A purity requirebe« ra s b innar t^that^case^exists.^ Forjhie 

l^moval is not required, a « clrc Vj; a ^ | yate ” “ b ™useT Sfgood 
1ST Sl ?hi ar S ys°tS e =°o n u e il h °be n 'simplified by eliminate, the 
recirculation and filtering components. 

5.3 Case 3 

The less stringent neefto 

operation in a gas at mod ?[^ at ? ons may exist in which the impurity 

content of'the gas is less than “^^Llnttlon^or thT g^ 1 ”^ 
may then provide a ®°“bte ° a to en train and remove 

part isles'” from S the Vicinity o? would then be 

removed by filtering the gas. 

5.4 Case 4 

This is the si rr t case o^^ ““unde? ?Jdu«d 

pressure. C ^Operation^in a gas \s ^preferable for the reasons stated 
earlier in this report. 


6. Recommendations for Further Work 


several areas related to the 

SSS SSTt-ISSJS « 'and a P dv?noe U s fn technology. 

6.1 Scientific Issues 

Cleaning of metals at high temperature: As described I in section 

4.2, some metals can be = laan ^ a ° ^^bUity o? rlmoving 7 othlr 
temperature processing. There P vrfpn These aspects of 

impurities by gasification m yg • ” 
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purification would depend on the thermodynamic and kinetic 
limitations which apply to a given system. A study of the systems 
of interest would be required in order to determine how effective 
these techniques would be. 

Size of critical nuclei: The size of a critical nucleus required 

to induce nucleation of a liquid material is influenced by a number 
of factors, some of which are discussed in section 4.5. The way in 
which these factors interact are not well understood and will y e 
specific to a given system. Further work will be required to 
define the requirements for a specific system. 

Gas Cleanliness: The required cleanliness for processing a 

particular material will depend on the level of contamination which 
can be tolerated and on the kinetics of the formation of the 
contaminating species. Research would be required to determine the 
practical limits which would apply to working with a particular 
system. 

6.2 Instrumentation Issues 

Particle Entrainment: Laminar gas flow can be used to entrain 

particles and transport them from the area around the specimen. A 
detailed design requirements analysis of a laminar flow system 
would needed to define the scope and capabilities of the system. 

Gas analysis: The development of miniaturized gas analysis systems 

with low energy requirements is an area which requires further 
research. Spectroscopic techniques lend themselves well to gas and 
particle chemical analyses. The technology exists for constructing 
a miniaturized spectrometer system for monitoring of gas purity and 
composition. A requirements analysis and engineering definition 
would be required to enable a system to be designed. Research is 
also required to evaluate and define the scope of the measurement 
problem. 

Prevention of window coating: Deposition of material onto windows 

and viewing ports reduces their transmission. This represents a 
major problem in situations where accurate noncontact temperature 
measurement is necessary. Several approaches might be used to 
prevent deposition. One way is to reduce the rate of deposition to 
very low levels is to use a gas atmosphere in the processing 
chamber. In situations where this is not possible, mechanical 
techniques could be used prevent or remove deposition. This 
problem warrants further analysis and evaluation. 

Pumps: Recirculating systems require pumps to move the gas through 

the purification system and chamber. The pumps must be clean and 
non-contaminating. The technology for pumping gas has been 
developed for application to controlled atmosphere glove boxes. 
This technology could be used as the basis for design o 
recirculating systems for use in processing chambers. The 
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adaptation of these pumps will require a design analysis to 
determine the engineering requirements of the pumps. 
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Appendix I Gas Quality Analysis 

1. Introduction: There are two aspects to gas quality analysis. 
The first is chemical analysis and the second is particle analysis. 
Chemical analysis requires that the composition of the gas is 
measured with respect to gaseous impurities, these can be assumed 
to be homogeneously distributed throughout the gas. Particle 
analysis is a measure of the concentration and size distribution of 
solid particles suspended and entrained in a gas. 

2. Chemical Analysis: Gaseous impurities in a gas can conveniently 
be monitored with a mass spectrometer. A relatively simple and 
robust system is the quadrupole mass spectrometer. Ions are 
generated and accelerated into a quadrupole tube. The impurities 
are then separated by their ion mass. 

Infrared emission spectroscopy is a well established technique to 
determine the chemical composition of gases and vapors. . . This 
method may be applied to measurements of the composition of 
impurity species present in a processing chamber. The design of a 
system for use in this application would require development of 
sensor technologies . 

3. Particle Analysis: Light is scattered by particles suspended in 
a gaseous medium which allows the measurement of their 
concentration and size distribution. 

Several systems are available which measure the concentration of 
particles by this technique. The measured concentration and size 
distribution depends on the detector placement. In situations 
where particles precipitate from the gas, measurements will not 
represent the bulk concentration. 

The basis of this instrumentation exists. Development work to 
miniaturize aerosol particle measuring equipment has been carried 
out at NASA Lewis Research Center . The use of solid-state lasers 
and detectors in combination with fiber optic light guides have 
resulted in miniaturization of the instrumentation for light 
scattering measurements. Design studies to integrate this 
technology into a processing facility are recommended 


* J.M. Bassler and J.L. Margrave, "High Temperature Applications of 
Infrared Spectroscopy" , Chapter 10 in Characterizatio n — of — High 
Temperature Vapors . Ed. J.L. Margrave, Wiley, 1967. 
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Appendix II 


Product Literature: SAES Getter System 


The SAES Pure Gas GC50 purifier designed 
specifically for gas chromatography. 


The GC50 is an economical and convenient way to boost the instrument sensitivity. The following table shows 
the purity of typical 5N cylinders before and after purification with the GC50. 


Impurities in 
Gas Stream 

Nitrogen 

Inlet Outlet 

(ppb) (ppb) 

Helium or Argon 

Inlet Outlet 

(ppb) (ppb) 

h 2 o 

2000 

<20 

2000 

<20 

o 2 

3000 

< 2 

2000 

<2 

CO, co 2 

1000 

< 10 

500 

< 10 

CH 4 

500 

<500 

300 

< 10 

other hydrocarbons 

100 

<10 

100 

< 10 

h 2 

1000 

<10 

100 

< 10 

n 2 

— 

— 

5000 

< 10 


Gas analysis in gas chromatography is 
dependent upon the purity of the carrier 
gas, regardless of the type of sensor 
mounted on the GC. In the case of trace 
analysis, ultrahigh-pure carrier gas is 
necessary for the GC spectrum to show 
only minor fluctuations in purity. 

The SAES Pure Gas GC50 is so effective 
in removing gaseous impurities that the 
outlet concentration is below the sensitivity 
of commercially available instrumentation. 

Features 

• purifier life - 12 months at maximum 
flow rate with impurity level shown above 

• maximum flow rate is 200 scc/min 

• standard voltage heater (no control 
unit) 

• easy to use 

• negligible maintenance 

• easily adaptable to any type of GC 

• 1/8* compression fittings 

• replaceable cartridge 

If you are a user, ask SAES Pure Gas how 
to install a GC50 in your gas 
chromatograph. 

If you are a manufacturer, ask SAES Pure 
Gas how to improve the performance of 
your instrument by including a GC50 as 
OEM standard equipment. 


Ijsl 



HffJ 

■hail 



1/8" Swagelok fittings 


Deep blue anodized 
exterior for a cool 45‘C 
surface temperature 


Efficient ceramic fiber 
insulation with 
encapsulated heater 
coil. Total power only 
31 watts 

10pm sintered screen 
filters on inlet and outlet 

304L stainless steel 
capsule with orbital 
welded construction 


120-vac power cord. 
No regulation needed. 
Just plug it in. 


Cutaway of the SAES Pure Gas GC50 ppb purifier. 


SAES (fetters S.p.A. 
HMdOftk* 

Via Gallants. 215/217 
20151 MHaoo, Italy 
Tel ♦39-2-3020 1 (20 Unas) 
Fa* +39-2-3340.3636 

Manufactured by Cryolab. 
PG151-2/90 


SAES Purs Gas, Inc. 
Headquarters 
4175 Santa Fe Road 
San Life Obispo, CA 93401 
Phone (605)541-9299 
Fa* <805)541-9399 


SAES (fetters Japan Co., Lid. 
8-1-8 Nisht-Gotanda 
Shmagawa-Ku, Tokyo 141 
Tel +81-3-494-1908 
Fax +81-3-494 1938 


Hanliuk Getters Corp. 

Shin Bong 2nd Bldg . 3rd Floor 
835-6 Yeok Sam Dong 
Kang Nam Ku Seoul. Korea 
Tel *82-2-556-3815/6 
Fax +82-2-556-3817 


saes 

getters 


Rapraatntad worldwlda by SAES Gattara and SAES Pura Qaa. Wild aubtidiarlaa In Franca. Garmany and Ih. Unilad Kinpdom. 









The GC50 ppb purifier 
for gas chromatography. 


Specifically designed for the purification of GC carrier gases, 
the GC50 removes impurities to the low ppb level and below. 



Improves 

99.999% carrier gas 
to 99.99999% quality 
for any type of gas 
chromatography 

• lowers carrier-gas 
background noise 

• increases detection 
limits 

• ensures greater 
reproducibility 

• protects columns 
from moisture 
and oxygen 
contamination 


• provides ppb-level 
purity at a low cost 


saes 

getters 


ORIGINAL PAGE IS 

OF POOR QUALITY 
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Appendix III Product Literature: Semi-Gas Chemisorption System 


Comprehensive 

You can have point-of-use or 
proximate purification and filtration 
with Nanochem Systems. 

Systems that can purify many process 
gases and remove a host of impurities. 

Nanochem purifies a wide range of 
process gases such as Silane, 
Dichlorosilane, Chlorine, Ammonia, 
Hydrogen Chloride, Hydrogen, Argon, 

— Nitrogen, Helium, Xenon, Krypton and 
more. 

_ Reliable 

With Nanochem, purification is 
reliable — regardless of extremely high 

impurity surges. The purifiers remove 

O 2 and H 2 O to less than 10 ppb 
consistently. At the point-of-use, 
impurities from upstream leaks, 

“ improper cylinder changes, gas system 
components and process cross- 
contamination are virtually eliminated. 

~~ The built-in particle filter is baked-out 
and purged with "Nanochem Pure” 
inert gas to remove all traces of 

— trapped moisture and oxygen. The 
purifier is ready to go to work, no 
filter preconditioning is required. 

Cost Effective 
Nanochem removes process gas 
impurities like O 2 , H 2 O, CO 2 , CO 
and trace dopants in a single operation. 
The chlorinated gas purifiers remove 
moisture and particulates. 


Compare that to other gas purifiers . . . 
they demand several devices to remove 
a combination of impurities and still 
don’t accomplish the purity of 
Nanochem. 

Simple 

Nanochem Systems require no 
utilities for operation and come with 
standard VCR® type connections for 
easy in-line installation and 
replacement. 

You’ll know when a replacement is 
needed because Nanochem lets you 
know — thanks to the unique fiber 
optic end-point detection system. 

Compact 

Semi-Gas D-Series and L-Seriea 
Purifiers (for point-of-use applications 
from 0 to 20 slpm) give you truly 
astounding gas purification in a 
compact unit. 

Meanwhile, the N-Series is designed 
for proximate or area application 
(20 to 100 slpm) and the P-Series for 
high flow area application (100 to 
900 slpm). Both N- and P-Series 
systems come complete within an 
exhaustable enclosure. P-Series 
Surface Mount Purifiers are 
available for inert house 
gas purification. 


Nanochem’s 
Unique Features 

1. Nanochem Systems deliver 
99.999999% purity without the 
need to heat or cool. 

2. End-point detection is built in. 

3. Nanochem Systems work 
consistently without need for 
regeneration. 

4. They’re compact and lightweight. 

5. They have zero to nominal power 
requirements. 

6. Flexible installation options: 

• inside process tool 

• proximate to process tool. 

• inside source gas cabinet. 

7. Nanochem Systems are 
precision fabricated with 
electropolished, orbital-fusion- 
welded 316L stainless steel. 

8. You also get in-line, pre- 
equilibrated particle filtration 
(<0.01// particle retention). 

9. Every Nanochem System is 
assembled and tested in our class 
100 clean work area. 


Removal of Oxygen from Nitrogen 


Feed gas 



40 60 80 

Total Mow (liters) 


iooT 


1. Upper curve 
demonstrates 
surges in feed 
gas through a 
test purifier. The 
exit gas (bottom 
line) contained 
no oxygen above 
the 10 ppb 
detection limit of 
the oxygen 
analyzer used in 
120 140 this study* 
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Nanochem® Purifiers 


t 


GASES PURIFIED AND COMMON IMPURITIES REMOVED 
BY THE NANOCHEM FAMILY OF PRODUCTS 

NANOCHEM 

GAS PURIFIED PRODUCT NUMBER COMMON IMPURITIES REMOVED 


Argon (Ar) 

1400 


Helium (He) 

1400 


Krypton (Kr) 

1400 

Oxygen, Water, Oxides of Carbon Sulphur 

Neon (Ne) 

1400 

and Nitrogen 

Nitrogen (N 2 ) 

1400 

Xenon (Xe) 

1400 



Ammonia (NH 3 ) 

1600 


Butane (C 4 H 10 ) 

1600 


Carbon Tetrafluoride (CF 4 ) 
Ethane (CoHaI 

1600 

1600 

Oxygen, Water, Oxides of Carbon Sulphur and 

Hexafluoroethane ^Fq) 

1600 

Nitrogen, Contaminant Halogen Compounds 

Methane (CH 4 ) 

1600 


Propane (C 3 H 8 ) 

1600 



Hydrogen (H 2 ) 


Oxygen, Wbter, Oxides of Carbon Sulphur and 
Nitrogen, Complex Hydrocarbons 


Silane (SiH 4 ) 


Oxygen, Water, Oxides, Chlorine, Chlorosilanes, 
Trace Dopants 


Hydrogen Chloride (HCI) DP-85 Water 


Dichlorosilane (DCS) 


DP47 Water, Trace Dopants 


Consult Semi-Gas Systems for information on the purification of other gases. 
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UilUXA -I- V A. a. ^4. 04 C- • 

Part Numbers /Ordering Information 


GLF6101 



SGLF6101 



f 


. . CodeM , 

Standard Fitting Options* 

Nominal Length (L) 
GLF 

— Inches 
SGLF 


V< ' Compression Seal (Swagelok Compatible) 


4 3 /i*' 


%' Compression Seal (Swagelok Compatible) 

5%' 

4%' 


V 4 * Gasket Seal, Male (VCR Compatible) 

5%*' 

4%' 

jjjjlfi 

%' Gasket Seal, Male (VCR Compatible) 

5%' 

5' 


* Other fittings available on request. 


Engineering Drawing: 

Gaskleen® Gasline Filter Assembly 


INLET 


LOAD SPRING 



( 



PALL 


Pall Ultrafine Filtration Company 
East Hills, New York 11548 
(516) 484-5400, 1-800-645-6532 
Telex: 968855 TWX: 510-223-0606 
FAX: 516-484-5228 
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Serves Electronics, Pharmaceutical, ^ 

Biological, Veterinary, Fermentation, Bioprocessing, 
Food and Beverage Industries. 


Printed In U.S.A. 





Assembly Data Sheet A5 



ORIGiNAL PAGE IS 

OF POOR QUALITY 


Description 

The Pall Gaskleen® in-line gas filter is specifically designed 
to effectively remove submicron-size , yield-reducing par- 
ticles from front end processing gases. This convenient 
device assures 0.01 micron absolute filtration efficiency and 
long service life. Unlike other gas line filters, the Gaskleen 
filter assembly will not shed particles. 

All filter components are compatible with specialty gases. 
The welded, 316L stainless steel housing withstands high 
operating pressure and ensures maximum safety and 
compatibility. The standard Swagelok t and VCR™ com- 
patible fittings allow quick installation into any system. 

The Pall Gaskleen is available in a standard length (GLF 
6101) and shortened version (SGLF 6101). For complete 
specifications see below. 

All Gaskleen filters are packaged in special double bags 
with nitrogen to prevent moisture and oxygen contamina- 
tion. An outside, aluminized Mylar®, vapor barrier bag 
is used with an inner safety bag to ensure cleanliness. 

Assembly Characteristics 

•0.01 micron Emflon® (PTFE) medium with polyprop- 
ylene end caps and support layers 

•316L electropolished stainless steel housing 

•20-25 RMS internal surface finish 

•750 psig operating pressure at 100° F 

•Teflon m encapsulated Viton' m O-ring 

•100% helium leak tested to 10" 7 atm cc/sec; design 
tested to lO** atm cc/sec 

•Choice of various 316L stainless steel fittings 
including VCR and Swagelok compatible fittings 

•0.5 ft 2 effective filtration area for both the standard 
and shortened versions 

•Manufactured, nitrogen purged and packaged in a 
clean room 

•Filter element 100% integrity tested 




Gaskleen * Filter Assembly 


Pressure Drop vs. Gas Flow Rate 

FLOW RATE (si pm) 



FLOW RATE (scfm) 


t Trademark of Crawford Fitting Company 
tt Trademark of Cajon Company 
ttt Trademark of E.I. du Pont de Nemours & Company 


Represented By 

ENPRO INCORPORATED 

121 S LOMBARD ROAD 
ADDISON, ILLINOIS 60101 

(708) 629-3504 


© Copyright 1987, 1989 Pall Corporation. All rights reserved 
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Appendix V Pumps. 

Further development and design analysis are required to design 
instrumentation for application of this technique to particle 
counting in containerless processing systems. 


There are two areas which require further evaluation. The first is 
to determine the optimum location for the pump in a gas 
recirculating system. If the gas is used to entrain particles, the 
pump must produce sufficient gas flow velocity and volume to 
provide the required level of particle removal. 


The second consideration is the type of pump which is best suited 
to the application. The following types of pump may be used for 
this application: 


o Gear pumps provide a continuous pressure head and flow 
rate. Magnetic coupling eliminates the need for rotating 
shaft seals and minimizes pump-related sources of 
contamination. Gear pumps may be used in low pressure 
and can be evacuated and baked out to provide a high 
degree of cleanliness. 

o Diaphragm pumps separate the driving components from the 
gas handling components by a diaphragm. Double diaphragm 
pumps may be used to provide continuous flow. 

Product literature is enclosed on a number of pumps. There is a 
need for further research and evaluation to provide a pump system 
suitable for the application proposed here. 


* NASA Conference Publication 10033, NASA Laser Light Scatterin g 
Advanced Technology Development Works hop- 1988 , Edited, W.V. Meyer, 
Cleveland, Sep. 7 and 8, 1988. 
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oECTION K 


Sectioned view of a 
suction shoe pump 


DRIVING MAGNET 


MAGNET CUP 


STATIC SEAL 




Fig.l 


PUMP BODY 


U S A. PATENT APPLIED FOR 


RYTON* OR TEFLON* 




316 STAINLESS STEEL JACKET 


Encapsulated driven magnet 


Freedom from leaks/contamination 

The conventional means of sealing pumps is by using 
some type of shaft seal. These shaft seals are dynamic 
seals (moving seals between the shaft and the pump 
housing) and allow areas where leakage and contamina- 
tion can occur. Dynamic seals also create additional fric- 
tion that the motor must overcome. Magnetically coupled 
pumps eliminate shaft seals. 

Magnetically coupled pumps utilize a static seal (see Fig.l) 
that is not subjected to wear from moving parts. Using 
a static seal greatly reduces maintenance and virtually 
eliminates the possibility of contamination or leakage. 

How the magnetic coupling works 

The driven magnet is connected to the pumping parts and 
is sealed within a magnet cup (see Fig. 1). The driving 
magnet encircles this cup. The two magnets align them- 
selves pole-to-pole and rotate together with no slippage 
until the decoupling limit is exceeded 


Decoupling 

Decoupling occurs when the pump load exceeds the 
coupling torque between the magnets. This feature can 
act as a safety device to protect pump and motor from 
inadvertent damage. To recouple the magnets bring the 
motor to a complete stop, eliminate the cause of decoup- 
ling and restart. 

Encapsulated magnet 

In magnet drive pumps the driven magnet is exposed to the 
fluid being pumped. To insure that the fluid remains con- 
taminant-free, Micropump™ encapsulates driven magnets 
in 316 stainless steel and Ryton® or Teflon® (see Fig .1) 
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FOR APPLICATIONS REQUIRING TEFLON /316 STAINLESS STEEL SECTION K 

MAGNETIC [.! 'IVF.t' GEAR PUMPS 
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Preface 


This work was carried out under NASA contract NAS8- 37359 through NASA Marshall 
Space Flight Center, Huntsville, AL. The work was conducted by a team of 
scientists and engineers who have experience in the design and construction of 
flight hardware and in the application of containerless techniques to high 
temperature research. 

The report contains recommendations for beam heating systems which could be used 
to achieve the high temperatures required for containerless microgravity 
materials experimentation and property measurements. 
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1 . 


EXECUTIVE SUMMARY 


The factors which can be used to select a non-contact heating system are 
described and discussed. For materials at high temperatures in a cold-wall 
chamber, radiation is the principal method of heat transfer. By selecting the 
heating beam wavelength and shape, energy transfer to the specimen can be 
optimized for many materials of potential interest. 


The range of beam heating devices which may be used are discussed and 
recommendations are made for systems which would be well suited for heating of 
groups of materials such as glasses, ceramics, metals, and alloys. 

Laser beam heating has been identified as the most versatile system of beam 
heating. The range of wavelengths available makes it possible to optimize a 
system for a particular group of materials. Because stray and reflected lig t 
are monochromatic, their interference with pyrometric and other optical 
measurements can be minimized. 


A number of areas which warrant further investigation have been identified and 
work is recommended in the areas of electromagnetic heating and in design and 
testing of laser beam heating systems. 


2 . INTRODUCTION 


High temperature containerless materials research and processing creates the need 
for non-contact heating methods. Energy efficient heating systems need to be 
developed for use in space-based applications. The purpose of this report is to 
evaluate approaches for heating materials to the high temperatures required or 
containerless experimentation. 


High temperatures may be achieved by positioning an object inside a hot-wall 
furnace and allowing it to come to thermal equilibrium. This approach can be 
used to achieve modest temperatures but do not have useful capabilities above 
about 2000 K. Much of the interest in containerless research and property 
measurement requires materials to be heated to temperatures above 2000 K [1] . 
At these higher temperatures, the heat balance between the specimen and its 
surroundings favors non- isothermal or "beam heating" techniques. 


The application of beam heating a specimen inside a cold-walled chamber offers 
several potential benefits: 


o 

o 

o 

o 

o 


Efficient use of heating power 
High rates of temperature change 
Clean, chemically pure environment 
Non-intrus ive 

Minimizes waste heat burden on cooling system 
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3. 


SCOPE OF THE PROBLEM 


Containerless experiments on materials at temperatures of up to 4000 K have been 
proposed. In a hot-wall furnace, the specimen temperature does not exceed the 
furnace wall temperature and the furnace cavity must be raised to the temperature 
required for the experiment. This uses energy to heat the furnace cavity wall 
as well as the specimen. Energy which is not used to heat the specimen provides 
an additional burden on cooling systems. 

Beam-heating is inherently efficient because energy is used directly to heat the 
specimen in a cold environment. The power required for heating then depends on 
three factors: 

o Heat flow balance between the specimen and its surroundings. 

o Energy absorption and delivery efficiency. 

o Conversion efficiency of electrical energy into the heat beam. 


3 . 1 Heat Balance 

A hot specimen can lose heat to its surroundings by three mechanisms, conduction, 
convection and radiation. At temperatures above about 1500K, in a vacuum or gas 
at normal pressure, the predominant mechanism of heat transfer is radiation. For 
the purpose of the present discussion, conductive and convective losses will be 
ignored. 

The equation which describes energy transfer from freely radiating body is 
Planck's equation: 




l 




X 5 [exp(C 2 /A.T) -1] 


dX 


( 1 ) 


where W (A,,T) is the spectral radiance in Wm" 2 sr _l , c 2 is the first radiation 
constant - 1.1911 X 10 8 W pm* sr" 1 , c 2 is the second radiation constant - 1.4388 
X 10* pm K, X is the wavelength in pm, and T is the absolute temperature of the 
radiating surface. 

Planck's law applies to a perfectly emitting surface, i.e. a blackbody. 
Radiation from real surfaces requires a multiplicative factor, the spectral 
emissivity, e A , where the X subscript denotes the wavelength dependence. Values 
of spectral emissivity lie in the range from 0.0 to 1.0 and may vary widely with 
wavelength and temperature. Figure 1 shows examples of how the spectral 
emissivity of several groups of materials varies with wavelength. 
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3 


Figure 1. Wavelength dependance of emissivity for groups of materialsof interest for beam heating. This figure 
is substantially as given in "Introduction to Heat Transfer" by F.P. Incropera and D.P. DeWitt, Wiley, 1990. 



The total radiation heat loss from a surface at temperature T (K) is given by 
integration of eqn. 1 for all wavelengths. This gives the Stefan-Boltzmann 
equation: 


W (T) - A e a T* 

where W (T) is the radiant intensity in watts, A is the effective area of the 
radiating surface and a is the Stefan-Boltzmann constant - 5.67 X 10‘ 8 Wm* 2 K"* . 
The value of e, the total emissivity, is a function of the material. Figure 2 
shows the energy radiated per unit area by a blackbody as a function of its 
surface temperature . 

The amount of energy radiated by a real material will depend on its total 
emissivity. Table 1 lists typical values of total emissivity for several 
materials . 


TABLE 1 


MATERIAL 

Temp Range 
(K) 

e at 0.65 um 

e (total) 

Graphite 

1000-3000 

0.8-0.93 

0.7-0. 8 

Copper 

300 -1000 

0.10 

0.05 

Platinum 

1500 

0.30 

0.20 

Tungsten 

2000 

0.43 

0.28 

Al 2 0 3 (Sapphire) 

2000 

0.005 

0.005 

Al 2 0 3 (Po. Cryst) 

2000 

0.30 

0.45 


The total emittance of many materials can be a strong function of temperature and 
can change sharply during a phase transition. For example, the value for solid 
sapphire at the melting point is about 0.005, but when the solid melts, this 
increases to about 0.90; so the rate of heat loss increases by a factor of about 
200. In practice, this means that for sapphire, the radiative loss per cm 2 would 
increase from 0.8 W to about 150 W on melting. 

A simple way to decrease the radiative heat loss from a material is to decrease 
the surface area of the specimen. A 0.2 cm sphere requires only 4% of the power 
that a 1.0 cm sphere would to maintain it at the same temperature. 

3.2 Energy Absorption and Delivery Efficiency 

When a specimen is beam heated in a cold-wall chamber, its equilibrium 
temperature will be reached when the rates of absorption and radiation of energy 
are equal. Radiation reaching a surface can be absorbed, reflected or 
transmitted. Only the component which is absorbed will heat the material. For 
any given wavelength, the absorption is equal to the emission when the material 
is in thermal equilibrium with its surroundings. 
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ABSORBS 


TRANSMITS 


TRANSITION METALS 

metallic alloys 
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REFLECTS 


uv, VIS 

- 

IR 

uv, Vis 

- 
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ABOVE 
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ABOVE 

BANDGAP 
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specimen. Electron beam heating can be used to heat conducting materials 
including metals, alloys and carbon. 

Electron guns are available in a range of output power from several hundred to 
several kilowatts. Electron beam heating can be efficient and the temperature 
of the target can be controlled by altering the emission current from the 
electron gun. 

The principal limitations of electron beam heating are that it requires a vacuum 
to operate, heating may be localized and specimen charging can lead to loss of 
positioning stability and may result in a significant decrease in heating 
efficiency. These effects place restrictions on the types of experiments which 
could be carried out and the materials which could be processed. 

4.3 Laser Beam Heating 

Laser light is monochromatic and may be focussed with refracting optics or 
conducted with light guides. Laser beams may be propagated through a vacuum or 
a gaseous medium and laser beam heating has been widely used in ground-based 
experimentation [5-7] and in manufacturing operations. [8] 

Two types of lasers are available; solid state (diode and pumped crystal host) 
and gas lasers. Depending on the lasing medium, a wide range of wavelengths from 
UV to IR are available. 

4.3.1 Solid State 

During the last decade there have been significant developments in the area of 
solid state laser technology. The development of high power, stacked arrays of 
laser diodes can provide a stable, high power system for heating applications. 
These may be operated in continuous wave (cw) or pulsed mode (also referred to 
as quasi -cw) depending on their construction. Quasi-continuous wave operation 
can be achieved by operating a set of pulsed laser diodes serially to provide 
overlap between the pulses. 

4. 3. 1.1 Diode Lasers 

Diode lasers are high intensity light sources made from a semiconductor such as 
gallium, aluminum, and arsenide (GaAlAs) , in which the aluminum concentration 
controls the bandgap, and hence the emission wavelength. The wavelength can be 
about 670-1000 pm depending on the composition of the lasing medium. Diodes can 
be operated in continuous wave (cw) or quasi-cw (Q-cw long pulses, low repetition 
rate) nodes. The design may consist of Single Quantum Wells (SQW) or Separate 
Confinement Hetero structures (SCH) . Table 3 [9-11] summarizes the 
characteristics of selected laser diode systems. The efficiency figures 
presented in Table 3, represent typical values which may be achieved in ideal 
circumstances. For heating applications, the efficiency would depend on the duty 
cycle . 
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TABLE 1 


Examples of Laser Diode Spec 


ifications 


Device type 


Mode* 


CW 

CW 


Q-CW 


Average 

Power 


3.8 W 

12 W 


Nominal 

Conversion 

Efficiency 


40 % 

40 % 


SQW-SCH 
Linear Array 
Stacked 

Two-dimensional 

Arrays 


TT^Twhick can deliver large peak power 

* Quasi -CU devices require pouer supplies 

pulses . 

, Qplection of moderately bigb power 

STJSS= UJeSX; p.s ~ ^ _ 

diede U^ty an cycles «e "^^fusl'rs 

sysce " £or ,nerEy 

delivery to a specimen. 


, O yag YLF and Crystal Hot Lasers 

4 . 3 . 1.2 YAG ’ . v * r or YLF lasers which 

Flash lamp, ^ ^ ^ ***" — P ° tenti>1 

rnc^rs rr « : *- - - — ; ute 

The lasing aediua is a ^able^crysral and^has a^g^ £ 

^yi^SZrjusT^ s=r«- 

into laser energy. 

pa TAser Beam Heating 

^• 3 - 2 2 e-infium (MWIR) and beam heating 

Continuous wave C 0 2 lase ^ b ^°of d materials processing and ^J^^th^use of 
Has been applied n a R ^ h °f t ^ te rsonics has or aero- 

applications t 3 *®!' in combin ation with electromagnetic y attain ing high 

laser beam heating in a convenient technique 

acoustic levitation provides 
t-emoeratures [12]. 
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Sealed tube gas lasers do not require a supply of gas. The lasing gases are 
sealed into the tube. Advances in sealed tube CO 2 lasers have resulted in 
compact units such as the Synrad r-f excited laser which operates from avionics 
power and generates 60 W cw laser power . Further information on sealed tube 
lasers is provided in Appendix III. 

4.4 Solar Heating 

The surface temperature of the sun is approximately 6000 K. However, the power 
density at the surface of the Earth is only about 0.13 W/cm 2 . This means that 
in order to collect 100 W, a collecting area of about 700 cm 2 would be required. 
The spectral distribution is centered around 0.5 um and the majority of the 
energy is in the visible and near IR regions of the spectrum. 


Experiments have demonstrated heating of materials to temperatures in excess of 
2000K by use of focused solar radiation. The main limitation of using solar 
radiation directly is that it is difficult to control the heating rate in a 
useful way. The use of solar cells in combination with accumulators offers a 
possible means of supplementing the limited power which is available in flight 
hardware . 

4.5 Electromagnetic Heating 

Induction heating occurs when electrically conductive materials are exposed to 
high power rf fields, such as those developed by an electromagnetic levitator. 
In conventional electromagnetic levitators, control of the positioning forces and 
the heating power are linked and increasing the temperature of the specimen also 
increases the forces on it. 

Recent developments have resulted in an ability to decouple heating and 
levitation [13] functions and enable heating of materials which can be positioned 
independently. Electromagnetic heating is limited to materials which conduct 
electricity; however, operation at higher frequencies extends the range of 
materials which can be EM heated. 

4.6 Microwave Heating 

Microwaves can be generated efficiently with magnetron tubes. The waves may be 
propagated into a tuned cavity to heat materials within it. The effectiveness 
of heating is a function of the absorption efficiency of material. This may be 
strong function of temperature resulting in "thermal runaway" when certain 
materials are heated. 

Microwave heating has been developed for processing certain ceramic materials. 
[14] The use of microwave heating in materials experiments has been suggested 
by Barmatz [15] and heating of ceramics to high temperatures has been 
demonstrated. 

5. DISCUSSION 

Beam heating offers a useful means of heating specimens. Because beam heating 
is non- intrus ive , it can enable maximum quiescence to be achieved in microgravity 
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processing experimentation. Many beam heating techniques provide a large degree 
of control, enabling precise temperature control to be achieved. 

As indicated by Figure 1 and Table 2, the optimum heating technique for a 
particular material depends on the optical characteristics of the surface. In 
general metals absorb well at short wavelengths in the UV whereas ceramics and 
glasses absorb well at somewhat longer wavelengths in the IR. Metals can be 
heated by electromagnetic induction or electron beam heating. Any of these can 
be used in combination with a positioning system. 

Table 4 summarizes the techniques of beam heating which may be applied in 
containerless processes. The conversion efficiencies are representative of the 
range which may be achieved. 


TABLE 4 

Summary of Beam Heating Methods 


METHOD 

SPECTRUM 

TYPICAL CONVERSION EFF.* 

LAMPS 



Tungsten- Halogen 

0.25-2.4 um 

15-25% 

Arc/Gas-Discharge 

0.25-3.5 um 

10-25% 

Electron Beam 


5-25% 


LASERS 



C0 2 

10.6 um 

5-10% 

YAG 

1.06 um 

1-4% 

Laser Diodes 

0.78-0.83 um 

15-50% 

Solar 

0.3-1. 5 um 

- 

Electro -magnetic 

Induction 

5-10% 

Microwave 


30-50% 


* Ratio of output beam power to total electrical power to operate device. 


5.1 Lamp Heating 

Lamp heating can be inexpensive and rugged. It provides a convenient system for 
heating most materials up to temperatures of 2-3000 K. Lamp heating is limited 
by its low efficiency which is largely due to light collection and focussing 
difficulties and the wide spectrum over which the energy is distributed. Large 
amounts of reflected light interfere with pyrometry and imaging of the specimen. 
In addition, arc lamp systems create a harsh environment for electrical equipment 
which complicates the overall system engineering task. 
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5.2 Electron Beam Heating 

This technique can potentially provide high efficiency for heating metals. 
However, it requires a vacuum of < 1(T 7 Torr for operation and this restricts its 
use. Experiments requiring a gas atmosphere can not utilize electron-beam 
heating and any of the advantages of using a gas atmosphere processing [16] can 
therefore not be realized. 

The way in which the electron beam is focussed determines how efficiently the 
specimen is heated. In order to minimize beam disturbance by an rf field in an 
electromagnetic levitator, a small diameter beam would be required and this may 
produce localized heating, resulting in hot spots or ablation of the specimen. 
This effect would be most pronounced in larger specimens because of the very 
large power densities required to balance the radiative losses at high 
temperatures. These effects could be diminished if the levitation technique did 
not displace the electron beam. 

The efficiency of electron beam heating will depend on two factors. The first 
factor is the amount of power used to energize the electromagnets necessary to 
steer the electron beam. The second is the amount of power absorbed by the 
specimen. Because the specimen is not grounded, it will become charged, 
resulting in heating of the chamber walls rather than the specimen. 

5.3 Laser Beam Heating 

Figure 1 shows that for a given group of materials, there is an optimum 
wavelength at which an energy beam will be absorbed. The wide range of lasers 
which are available provides a means of delivering power at the optimum 
wavelength for heating. 

The following potential advantages of laser beam heating techniques are 
identified: 

o Stable, controllable power output 

o Choice of wavelengths 

o Can operate in a vacuum or most gaseous atmospheres 

o Readily focussed to provide optimum illumination of a specimen 

surface 

o Monochromatic light- reflected portion of beam does not interfere 
with pyrometry 

o High conversion efficiencies are possible 

Laser beam heating systems have been demonstrated on Earth to be well suited to 
heating of a variety of materials. Sealed tube gas lasers, with laser diode 
technology, offers feasibility approaches to space qualified laser systems, but 
there are several areas of laser beam heating which require further development. 
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o The impedance of an arc lamp changes significantly during its warm 
up period when the arc is struck and initiated. This requires a 
power supply capable of operating with a varying load. 

o Electron beam heating will require a large potential in order to 
provide for remote placement of the electron gun relative to the 
specimen. An accelerating potential of 50-100 kV would be required 
for operation of a typical electron beam welder, and similar 
potentials might be required for beam heating. 

o Sealed tube gas lasers require a high voltage supply. 

o Laser diodes operate at low voltage and high current which can be 

supplied by solid-state systems. 

5.8 Safety Considerations 

Safety aspects of the various techniques must also be considered since this is 
a primary concern in micro-gravity experiments. Some of these are common to all 
techniques. For example, hot specimens must be contained both from the 
standpoint of burn potential as well as outgassing of potentially dangerous 
materials. Other aspects are technique specific. The following is a summary of 
some of the safety issues that would need to be addressed: 

o Lamps - Lamps produce very hot surfaces which must be protected from 
and/or cooled. Arc lamps have a unique hazard of requiring high voltage 
(~20kv typical) for ignition. They also emit large amounts of UV and 
generally operate at a high internal pressure (20 atmospheres and higher) 
of xenon gas or mercury vapor. This is both an explosion and a harmful 
gas hazard. 

o Electron Beam - Electron beam heating requires very high supply voltages 
(up to 100 kv) . Highly accelerated electrons may result in x-ray emission 
from some specimens . 

o Lasers- High power lasers pose a potential threat to the human eye and 
also require a high voltage power supply. Lasers with dangerous gases can 
probably be avoided leaving only the potential for relatively small 
amounts of carbon dioxide, helium, nitrogen, and/or argon. Solid state 
lasers leave only the potential eye threat as a hazard since they do not 
require gas or high voltage. 

o Microwaves - Leakage of microwaves would need to be prevented by shielding 
power. Any high energy heating system has the potential for creating a 
safety hazard. Therefore, all systems of this type require interlocks and 
failsafe designs to reduce the risks associated with a malfunction or 
operator error. 
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6 . 


RECOMMENDATIONS 


The approaches which provide the most potential for enhanced heating capabilities 
are laser beam heating and electromagnetic heating. 

The most versatile method identified is laser beam heating because this can be 
tailored to meet the requirements of most material heating applications. Lasers 
may be propagated through a vacuum or gaseous medium. Laser beams may be 
focussed to provide the optimum heating configuration for a particular specimen, 
dual-sided or multiple-point heating systems can be designed with reflecting 
optics or light guides. 

The following areas requiring further development and/or study have been 
identified: 

o Development of improved impedance matching systems for use in 
electromagnetically heated systems 

o Specification of laser beam systems for heating of ceramics and 
metals 

o Design and testing of a laser diode beam heating system 
o Consideration of a high power C0 2 laser system for space application 
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8 . APPENDICES 


APPENDIX I 


The enclosed specifications relate to the Canrad Hanovia 
were used in the KC-135 flights of the High Temperature 


xenon arc lamps. These 
Acoustic Levitator [4] . 
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APPENDIX II 


Diode lasers 

Laser diode technology is rapidly evolving. In 1990, Spectra Diode Labs 
introduced the SDL- 2480 series, a 3 -Watt CW diode laser array with a 500 urn 
aperture and the SDL-3200 series, quasi-CW laser array with 60-Watt peak powers 
at 12 mJ/pulse. As a five bar stack, the specifications for the SDL-3200 series 
range from 300-1200 W peak power with energies of 60-240 mJ/pulse. In 1991, 
Spectra Diode Labs, plans to bring out 60 W/300 W quasi CW arrays that operate 
at 10% duty factors to provide 6-30 W of average power. 

APPENDIX III 

Synrad C0 2 laser. 
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CANRAD-HANOVIA 

XENON COMPACT ARC LAMPS 


Xenon lamps are available from 
Conrad- Hanovia In standard ratings 
from 150 watts to 30 kw. and In custom 
configurations to meet the most exact- 
ing application's requirements. Xenon 
lamps provide high Intensity light with a 
color temperature of 6000*K. Generally. 
Xenon lamps up to 10 kw require forced 
air cooling; and lamps over 10 kw must 
be liquid cooled. 


In oddltion to high output In the 
visible portion of the spectrum (440 nm to 
700 nm). Xenon Compact Arc (amps are 
also an excellent source of If? radiation. 

Diffused arc lamps are also avail- 
able In Xenon format. The plasma of the 
arc Is remarkably stable during operat- 
ing, wtth "hot spots’* virtually eliminated. 
The result is a more uniform pupil 
Illumination. 


Standard Xenon Compact Arc 
lamps rated up to 10 kw are available 
with ozone-free quart 2 envelopes to 
absorb extreme UV Diffused lamps 
range from 150 watts to 3500 watts in 
quartz or ozone-free envelopes 


** 


Typical Lamp Configurations 


All Xenon Compact Arc lamps, other 
than AC lamps, require a minimum 
open circuit of 70 volts during IgnJtton. 
AC lamps require 1 15V up to 2500 
watts and 200V above 2500 watts. 
Outline 1 



Unless otherwise Indicated, all 
bulbs are clear fused quartz. 

Special electrical and/or 
mechanical configurations are avoil- 


Outline 2 



able In all types of Canrod-Hanovta 
Compact Arc Lamps. 

Outlines 


- A 



Xenon compact arc lamps/150 to 10,000 watts 

lamps operated anode up ±30*. 














































































































































































































Typical intensity- 
luminance data 



180 *70 160 *80 UO ’30 


Relative Light Intensity Distribution of 
Typical Compact Arc Lamp 



Luminance Distribution in Arc of Typical 
Compact Arc Lamp at 100 Amps 



Luminance Distribution of Typical Diffuse 
Mode Compact Arc Lamp at 8.5 Amps 



Typical lamp 
configurations 

Outline 1 


B 



Outline 2 


A 


I 



E -4 


Outline 3 



Leads are removable 


A ( l Xenon and Mercury-Xenon Compact Arc 
Lamps, other than AC Lamps, require a 
minimum open circuit of 70 volts during ignition. 
AC Lamps require 1 15V up to 2500 watts and 
200V above 2500 watts 
Unless othe r wse indicated a;i bulbs are clear 
fused quartz. 

Special electrical and o r mechanical 
configurations a'e available in ail types of 
Canrad-Hanovia Compact Arc Lamps 
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PD06-1 


SCALABLE, END-PUMPED, DIODE LASER PUMPED NdrYAG LASER* 

T. Y. Fan and A. Sanchez 

Lincoln Laboratory, Massachusetts Institute of Technology 
Lexington, Massachusetts 02173-0073 
(617) 276-6737 

The highest efficiency diode laser pumped lasers with good beam quality have been 
demonstrated using an end-pumped geometry. However, end-pumped lasers have been limited 
to low power because of difficulties in scaling. Some techniques used to scale end-pumped lasers 
include polarization coupling, higher power pump sources, l multiple pump sources using fiber 
coupling ,2 and providing multiple "ends" by using many gain elements 3 Here we present an 
alternate method for scaling an end-pumped laser which is compatible with all the above tech- 
niques. Our technique takes advantage of the difference in beam quality from the diode laser in 
the planes perpendicular and parallel to the junction. 

Figure 1 shows a schematic of our experiment in the planes parallel and perpendicular to 
the junction of the diode arrays. Each of the three linear diode arrays (SDL-2430-C) were 
collimated and the collimated beams focused into a NdtYAG rod using cylindrical optics The 
NdtYAG rod was coated with a high reflector at 1.06 pm on one face and an antireflection coating 
on the other. The output mirror has 97.5% reflectivity at 1.06 pm. Preliminary results are shown 
in Fig. 2. Laser operation was obtained with each diode array operating separately. In each case 
the output was in a TEMoo mode and the laser cavity was not realigned for operation for each diode 
array separately. With all three arrays operating the output was still TEMoo and we were able to 
obtain nearly four times the output power compared with pumping with a single array. 

Simple scaling arguments indicate that over an order of magnitude pump power increase in 
the same mode volume can be obtained compared with using a single array. This technique thus 

allows higher pump intensity at the gain medium which is desirable for low gain, tunable lasers, 
and quasi-three-level lasers. 4 

REFERENCES: 

1. D. L. Sipes, Appl. Phys. Lett. 47, 74 (1985). 

2. K. Kubodera and J. Noda, Appl. Opt. 21, 3466 (1982). 

3. J. Frauchiger, P. Albers, and H. P. Weber, to be presented. Topical Meeting on Tunable Solid 
State Lasers, paper TuC2. 

4. T. Y. Fan and R. L. Byer, IEEE J. Quantum Electron. QE-23, 605 (1987). 
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CYLINDRICAL 

LENS 



ARRAYS 



(b) 


Fig. 1. Schematic of the scalable end-pumped laser experiment (a) Plane perpendicular to the 
junction, (b) Plane parallel to the junction. 



0 200 400 600 800 1000 1200 


INCIDENT POWER AT 808 nm (mW) 

Fig. 2. Continuous wave output power as a function of input power for the middle array and 
all three arrays. The output for the other arrays operating individually was slightly less 
than the one shown. 
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THE 48-5 
“DUO-LASE” 

50W C0 2 LASER 



Synrad’s “DUO-LASE" family 
oflasers combines two standard 
Synrad laser tubes for twice the 
output power of a standard laser. 

In model 48-5 the output beams from 
two 25 watt sealed CQ, laser tubes are 
combined optically to provide a single, 
diffraction limited beam at 50 watts. 
This optical technique is unique in 
the laser industry and features a 
multitude of advantages for most 
applications over the conventional 
approach of intra-cavity folding to 
achieve high power output in a 
relatively short and compact laser body. 

The DUO-LASE technique capitalizes 
on the long production history of 
Synrad's 48-1 and 48-2 “all-metal" 
lasers, over 1,000 of which have been 
manufactured. This assures the user 
a mature product with proven 
reliability. These lasers are also 
economical since they are built from 
high production volume modules 
that comprise our proven 10 and 25 
watt sealed. RF-exeited CO, lasers. The 
only new elements are the optical 
beam combiner and the water cooled 
chassis assembly. 

Care has been taken to totally 
separate all power and control 

functions between the two laser 
sections achieving essentially failsafe 
operation for applications that can be 
served with the power of one laser. 

Any one electronic or laser tube 
failure will only affect that section 
leaving the second channel unaffected 
and available for use. 


Even though about 500 watts of 
RF power is generated intemallv to 
the laser, the unit is transistorized 
with our modular approach using 
our standard 120 watt RF drivers. 
There is no warm up time as seen in 
the commonly used vacuum tube RF 
power supplies. 

The DUO-LASE technique is 
also applicable for combining two 
of our CO lasers as well as for 
combining two 10 watt CO, lasers in 
a shorter package. 

Applications for the 48 5 as well 
as other DUO-LASE products are 
limited to thermal applications 
(cutting, drilling, melting, vaporizing, 
engraving, etc.) These lasers can not 
be used for applications requiring a 
single frequency as two wavelengths 
are emitted at the same time. Ideal 
applications arc medical as well as 
industrial use in the computer aided 
cutting of cloth, plastic, wood or thin 
metal products. 


The optical combining technique 
is based on the fact that each laser is 
linearly polarized, allowing the use of 
a polarization sensitive beam 
combiner to achieve 98% efficiency in 
combining the two beams. The two 
components of the resulting beam 
are spatially parallel and colinear. The 
normal temporal and spatial 
variations of a single laser are 
reduced by combining the output of 
two lasers. Output polarization is 
random and therefore superior for 
many cutting applications. 

The unit is self contained (one 
unit) requiring only the application 
of AC or IX’ prime power (depending 
on model), cooling water, and a 
control sigiuil. It is therefore ideally 
suited for overhead installation as a 
cutting loo! in sail lofts. No RF cable 
runs are required. 
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SPECIFICATIONS 
48-5 C0 2 LASER 


DANGER 



INVISIBLE LASER RADIATION 
AVOID EVE OR SKIN EXPOSURE 
TO OIRECT OR SCATTERED 
RADIATION 

IOOW C0 2 MAX 

CLASS IV LASER PRODUCT 


Wavelength 

10.57 to 10.63 micons 

Power output (W) 

Typical 

60 

Min. on delivery 

50 

End of life* 


Power stability 

(30 sec. warm up) 

t 5% 

Mode Quality 

TEMoo equivalent 


Beam size (mm) 


3 

Beam divergence (mR) 


5 

Polarization 


Random 

Modulation 

To 5 khz 

Electrical control 

TTL input (+3.5 V) to 10 khz 

Cooling water 

1.5 gallons/minute at less than 20°C 

Electrical input 

115 VAC version (48-5-115): 
90-130 VAC, 50 to 400 Hz, 12 A 
28 VDC version (48-5-28): 
28-32 VDC, 44 A max. 

Weight 

44 lbs. (20 kg) max. 

Size 

5.6x4.32*35" (142*110*890 mm) 


•This power level is guaranteed for 12 months regardless of operating hours, 
assuming normal intermittent commercial use. 
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SYNRA 



11816 North Creek Parkway North, 
Suite 103 

Bothell, WA 98011-8205 


(206) 483-6100 
FAX (206) 485-4882 







5 Watt GaAIAs Linear Array Laser Diode 


SDL-3480-L 


5 Watt CW Optical Power 

Monolithic Linear Array 

High Efficiency Quantum 
Well Structure 

Reliable, 25 mW Per Emitter 
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General Description 

The high optical power and linear array format provided by 
the SDL-3480-L serves applications such as optical pumping of 
solid state lasers, beacons, and high power illuminators. With an 
emitting aperture of 1 cm x 1 pm, the array can be easily coupled 
to side pumped Nd:YAG, or Nd:YLF rods or slabs. This highly 
efficient source is ideal for systems with limited energy or heat 
transfer budgets. 

The SDL-3480 consists of twenty 10-stripe phase coupled 
emitters spaced on a monolithic 1 cm laser diode "bar". Individual 
stripes are spaced on 10 pm centers. 10-stripe phased arrays 
each have an aperture of 100 pm. Spacing of phased arrays is 
0.5 mm. A total of 200 individual stripes, each operating at a 
power levei of approximately 25 mW, sum incoherently to provide 
5 W of optical power. The bar is bonded to a metal submount with 
the "P" surface (active junction) toward the submount for mini- 
mum thermal resistance. All emitters are driven in electrical par- 
allel. 

Reliability is enhanced by the relatively low energy emitted 
per stripe and the heat spreading spaces between groups of 
phased arrays. High optical power and high efficiency is 
achieved by a quantum well active layer structure that provides 
low threshold and excellent electrical to optical conversion 
efficiency. 

The linear array output facet is directly available, facilitating 
placement of optical elements or intimate coupling to laser me- 
dia. The copper heatsink is designed to be readily mounted to 
an external thermoelectric element and heat removal system. 
Options include wavelength selection for Nd:YAG and Nd YLF. 
The diode array must be temperature tuned to the rare earth ab- 
sorption band. 

Spectra Diode Labs 




SDL-3480-L Sp&ClfiCdtlOnS (Typical Values @ 25° C) 


Optical 





Electrical 



Thermal 

Parameter 

CW 

Differential 

Total 

Emitting 

Beam Spectral 

Threshold 

Operating 

Series 

Recommended 


Output 

Quantum 

Conversion 

Dimensions 

Divergence width 

Current 

Current 

Resistance 

Case 


Power 

Efficiency 

Efficiency 

(WXH) 

Ox . 0 3 




Temperature 

Model 

W 

W/A 

% 

pm 

degFWHM nm 

A 

A 

12 

C 

SDL-3480-L 

5 

0.7 

25 

1 cm x 1 pm 

50x10 3 

4 

11 

0.03 

Oto 25 


Absolute Maximum Ratings 


CW Output Power 

5.2 Watts 

Reverse Voltage 

3 Volts 

Case Operating Temperature 

-20 to 30 e C 

Storage Temperature Range 

-55 to 80 : C 


1. Other Specifications; 

a Temperature coefficient of wavelength »s approximately 0.27 to 0.3 nm/°C. 
b Temperature coefficient of threshold current can be modeled as: 

lTH2* s, THt exp ((T 2 - Ti>/T 0 J where T 0 is a device constant of about 140. 
o Temperature coefficient of operating current is approximately 0.5 to 0.7% /°C. 

2. Forward Voltage is typically; Vf ■ 1 .5 V * l op x R s 

3. Wavelength range of cw laser diodes is approximately 790 to 830 nm. Wavelength selection is avail- 
able as an option. Refer to Price List for wavelength selection range, variance and price. 


Typical Light-Current Response i " L” Bar Rate Package [Dimensions in inches (mm)] 


LOW INDUCTANCE 



i 


The laser light emitted from this laser diode is 
invisible and may be harmful to the human eye. 
Avoid looking directly into the laser diode or into 
the beam along its optical axis when the device is 
in operation. 

Operating the laser diode outside of its maxi- 
mum ratings may cause device lailure or a safety 
hazard. Power supplies used with the component 
must be employed such that the maximum peak 
optical power cannot be exceeded. 

CW laser diodes may be damaged by exces- 
sive drive current or switching transients. When 
using power supplies, the laser diode should be 
connected with the main power on and the output 
voltage at zero. The current should be increased 
slowly while monitoring the laser diode output 
power and the drive current. 


Shipping 

Because of the small size of these devices, each of 
the labels shown is attached to the individual 
shipping container. They are illustrated here to 
comply with 21 CFR 1040 as applicable under the 
radiations control for health and safety act of 1968. 
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Information contained herein is deemed to be reliable and accurate No responsibility is assumed for its use. nor for any infringements on the nqhts ot others Spectra Diode Laboratories 
reserves the fight to change the design, specifications, etc , of the product at any time without notice. 
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CONTAINERLESS PROCESSING AT HICH TEMPERATURES USINC 


ACOUSTIC LEVITATION 


C. 


A. 


R ey, O. R. Merkley, S. Hampton, J. 
D. Mapes-Riordan, and M. Zatarski 


DeVos, 


Intersonics, Incorporated 
3453 Commercial Avenue ' 
Northbrook, IL 60062 
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contamination or heterogenous nucleation caused hv °1 * aubatanea without 
It further enables the processing of * y ” n ! act wlth tha container, 

crucible material. These acoustir n««».J« erialS f °5 wbicb there is no acceptable 

in space at temperatures to 1800K in earlt** tecbniqU8s have been demonstrated 
experiments. ° K ln early aoundin K «><*et and space shuttle 

temperatures* and^provide* m^e ^on°tMiMti Pr °f eS,ln8 capabilitlea at higher 
techniques are described which facilitate the°^’»wi* #nvir °I UBents • Advanced 
atmospheres in excess of 2000K Recast* dava 4 lop “® nt , of ine ^t or reducing 
the NASA KC-135 aircraft of ? *’ **“ laborat «>ty and aboard 

demon, traced the .ff.ociv.'n... .*£ . 

control of specimen spin. These 1 damping system and the 

quiescent states which help enable the atud^of^i P . roduce 6118 extremely 
The high degree of specimen stability also undercoolin 8 processes, 

high temperature material properties^ P 1 * BOre accurate measurement of 


INTRODUCTION ». . 

sxr. ‘■^sss, 4 in - v .nd 

•Mmpla, of area, vhich traditionally •« 

molten materials This cmrfhi. « y involve the use of a crucible to contain 

concalnar ZS *“«•«— »•“•« the 

affect,. Th. container may ln * n “" b,r of “nda.irabla 

contaminate the material, or bo^partiallv a^nmnwA T“, "“election ,lt„, 
being processed. In addition ^ „ a^P^ataly dissolved by the material 

incompatible with the surroundin’* „ h * t^u 1 *** react unfavorably or be 
control the* chemistnr *during ^orocessin^ 1 ^ 6 ^* ^ requen tly is required in order to 
container available vhlch ha. a .ufficUntly' "^”1 nf^int'*"* “ 7 b * n ° 

crucible^ l *The technique^ which will^b^des^^lbed h^* UnWanted effacts ° f the 
levitation which is^ capable of no*i ^ d here uses a method of acoustic 

matarlal... * . ult>bl P y th . ped '^“‘fLl'Ctt.™ iV 
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motlon j s of c ^e material being processed. The difficulty of 

limit^thl 1 - i g f n *M ln 8 - Su£ f lciently la^Se levitating or positioning forces 
limits the application of this technique in the earth's gravitational field 

^ S T acoustic containerless processing can be achieved on earth, as the 
XZZSXXrPr increase, the acoustic forces become weaker. As a result 
hi tolna ? dl£ficulb to support specimens with the densities of common materials. 
By going into an orbital space environment, i.e., microgravity, positioning of 
specimens for containerless processing is more easily achievable. P Such acouftic 
containment techniques were first demonstrated in space in e^rly soSna IZtll 

heated a furna Uttle TheS6 ® arIy a PP roaches used small resistively- 

heated furnaces combined with appropriate acoustic transducers and positioning 

atmosphere! * h< * Ve been processed at temperatures up to 1800K in an air 

Experiments performed in microgravity may also benefit from some additional 
advantages of the microgravity environment. For example, isostatic pressures 

effLi- 635186 thro “ gbout the lic I uids being processed. Buoyant and convective 
effects are avoided and separation due to density differentials in the liquid 
melt are eliminated. Additionally, there exists the potential for maintaining 
an extremely quiescent state during the sequence of melting, processing 
reacting, cooling, and solidification. 8 processln B- 

f. n * wly develo P ed approach which can improve processing 
pr^ a .i“g .^°ro^‘„ e ^* r “" P ‘ r * tur ** ”0 contanlnatlon-free 


experimental approach 

Acoustic levitation involves producing an acoustic field which has nodes in the 
acoustic pressure distribution which are continuous in time One method of 

r dUi0n , l \ « v.v.. i» .n acoustically 

resonant tube. In general, the stationary acoustic field pattern which can be 

produced by exciting various raaouanca. within an acoustic ch^T.r, .‘arts 

aeous tie* i.l^n CeS ° bJ '“ vMch hli * *’ d «n>ily dlff.r.nt than that of tha 

acoustic medium. This continuous acoustic force is given by the negative 
gradient of the potential energy function. y ® 


Similar gradients can be easily produced in a nonresonant fashion by using the 
interference of multiple acoustic beams. 1 The acoustic field generated by 8 this 
interference pattern can produce large potential energy gradients by suitably 

lllll l n \£Lr' lS f tlC WaV ? S * AC0U8tic n ° des Can ba abapad fo^closed -energy 
, pab . la 0f exertlng restoring forces sufficiently large to position 

" 8j 0 a J\n W ^ e tH°n ainer - WaS firSt demonst rated at femperatures up 

to .1800K in an electric furnace with a single axis acoustic positioning system 

flown on sounding rockets in 1979 and 1980. This was also successfully 

JaHs Mrt of th t „ h % Si r 8le ^ tia Acoustic Levitator (SAAL) flown in 1983 and 
H f Materiala Experiment Assembly carried in the space shuttle. 

K 61 l lmen ’ reluctant Blass forming materials were shown to be less 
susceptible to heterogenous nucleation due to the absence of a container . 4 
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Jr«nIn'! nlCS, < Incor P oratcd ' s new acoustic positioning system uses multiple 
in ° rde i r i t0 P ^ duce stron 6 er restoring forces and more symmetrically. 
c^blUMe? 57 h ' 0f raulti P le transducers provides enhanced 

, an( ? J* 0 ^ flexible operating parameters.* These additional 
capabilities lnc lude the ability to control specimen position, spin, and the 

0 ^1^ dr ° P ». S * i 71,6 speclraen P osi tton control capability allows the use 
«f rh} osed * loop J= ontro1 system, which greatly enhances the positioning stability 
of the system. The spin control feature can be used to prevent rotation of the 
specimen or to produce spin in order to increase specimen isothermality. By 
modulating the acoustic amplitude, the shape of a liquid specimen can be altered 
and the drop may be excited into various modes of oscillation. 

An application of these techniques has been developed in a High Temperature 

oositioni Levltator (H^i*) * J 1 * 1 * system utilizes three independent orthogonal 

positioning axes. The transducer arrangement is shown schematically in Fig 1 
h«.«d furruic. l^lt. t lon r.f.rr.d C » ..rll.r thu 

li^ht fro ^ he<1 ThlS iS produced usin 6 ellipsoidal reflectors 7 to focus 

D«iinf of IK *„ high P ° Wer Xenon arc lanp8 ' Fl 8- 2 is a General Assembly 
ll 8 l ?ion teSt s ® bup - 11115 equipment has been tested in the laboratory 
K _ - short (20 second) periods in the low-gravity environment aboard a NASA 
KC-135 low gravity test facility. 

RESULTS 


If t0 8pin ' contro1 position and produce damping of residual motions 

of the specimen have been demonstrated with this device. Fig. 3 is a picture 
of a specimen being positioned during the heating stage of an experiment. Fig 
the Wca residual gravitational levels which are encountered 
during the low gravity period while the KC-135 aircraft is engaged in a parabolic 
maneuver. These residual g- levels produce fluctuating forces which tend to 
isturb the stability of the specimen within the acoustic positioning system. 

The intensity of the acoustic field necessary to limit the specimen displacement 
to less than one mm for specimens of varying densities is indicated in Fig. 5 

UlH S «.^ 1UeS « ere “] Culated based on acoustic positioning force calibration data 
and were confirmed during recent KC-135 HAL testing. The confirmation of this 
analysis resulted in a modification to the equipment to provide dynamic control 
*5* aC ^ tic e ™ r *y wel1 Position and also provide damping of specimen 
motions. This technique uses three optical sensors which detect the specimen 
position. The sensor signals are used to determine the magnitude of the velocity 
vector of the epeclaen along each of the three orthogonal acoustic axes. This 

i® -! hen ?*•? t0 * blft th * ener gy wall position in an amount 
proportional to the velocity of the specimen and in a direction opposite to that 
velocity. The result is the equivalent of a viscous drag force which damps 
oscillations of the specimen. Fig. 6 is a diagram of the motion damping system. 


The motion damping system was tested on the KC-135 in March of 1990. Fig. 7 
shows the residual motion frequently observed on a specimen without the benefits 
of the damping circuit. Fig. 8 is an example of acoustic positioning utilizing 
the damping technique. Additional perturbations and instabilities have been 
observed during the heating of the specimen. With velocity damping, these 
perturbations can be reduced to very small levels. In some cases the residual 
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RMS amplitude of the specimen motion is less than 0 1 mm < 

m excess of HOOK have bees obtained in KC-135 test flights"^. 
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CAPABILITIES ANALYSIS 
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HIGH TEMPERATURE ACOUST IC LEVITATOR (HAL) 


OkIC'hAL page is 

OF POOR QUALITY 



Operational prototype et high temperature 3-axis acoustic 
levftator-positioner. The levitated sample is heated with a 
xenon-arc lamp. Processing of solid or liquid mate rials up to 
2500K (4040°F) Is possible. 


Figure 3 


RESIDUAL ACCELERATION 
(FOR KC-135 AIRCRAFT DURING PARABOLIC MANEUVER) 



RMS Acceleration (cm/sec 2 ) 

DURING THE RECENT TESTING OF HAL ON NASA'S KC-135 AIRCRAFT 
APPROXIMATELY 300 PARABOLAS WERE PERFORMED. THIS FIGURE SHOWS THE 
TYPICAL GRAVITATIONAL LEVELS ENCOUNTERED. THE RMS RESIDUAL 
ACCELERATION LEVELS WERE CALCULATED FROM DATA OBTAINED FROM 
ACCELEROMETERS POSITIONED NEAR THE ACOUSTIC LEVITATION ASSEMBLY. 


Figure 4 



Level Tolerance (g's) vs. SPL (dB) 

p = 1gm/cc 



Spherical Specimen Diameter *= 3 mm 

USING THE EQUATIONS FOR ACOUSTIC POSITIONING FORCE, THIS FIGURE SHOWS THE ACOUSTIC PRESSURE 
LEVELS REQUIRED TO SUCCESSFULLY POSITION A SPECIMEN FOR VARIOUS RESIDUAL GRAVITATIONAL FORCES 
THAT ARE NOT FLUCTUATING. THREE CURVES ARE SHOWN FOR SPECIMEN DENSITIES OF 1, 4 AND 10 
GM/CM 3 . THE CALCULATIONS ASSUME A 20 KHZ SOURCE AND A MAXIMUM SPECIMEN DISPLACEMENT OF 1 MM. 



ACOUSTIC POSITIONING SYSTEM 



POWER AMPLIFIERS 
(6 CHANNEL) 
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HAL KC135 TESTS MARCH 22, 1990 

SMOOTHED DATA PARABOLA 01 
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HAL SCIENCE CAPABILITIES 


TEMPERATURES 
DESIGN GOAL 

ISOTHERMALITY * 

TEMPERATURE CONTROL PRECISION 

GAS PURITY 

PARTICULATE CONTAMINATION 
PROCESS GAS 
SPECIMEN MOTION 
SPECIMEN DENSITY 
SPECIMEN DIAMETER 
HEAT RATES * 

COOLING RATES * 

SPIN CONTROL 
OPTICAL ACCESS 
HEATERS 
CARRIER 


300 TO 2200K 
> 3000K 

FAIR TO GOOD WITH SPIN 

PRECISION (~ 1*C) 

EXCELLENT (AS GOOD AS PROCESS 
GAS) 

- ANY 

< 0.5 mm RMS 
ANY 

UP TO 6 mm 

VERY FAST, 0 TO OVER 200’C/SEC 

VERY FAST, 0 UP TO 200*C/SEC 
FASTER WITH GAS QUENCH 

GOOD,* NO OR VERY LOW SPIN 

.. VERY CONVENIENT 

XENON ARC OR LASER BEAM 

KC-135, SOUNDING ROCKET 
SPACELAB, SPACE STATION 


* SAMPLE PROPERTIES AND SIZE DEPENDENT 
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